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1.0  INTRODUCTION 


1.1  Program  Background 

With  forecasted  reductions  in  defense  spending,  there  is  an  ever  present  need  to  increase  the  service 
life  of  aircraft  currently  in  the  Air  Force  inventory.  This  requirement  has  made  the  detection  and 
characterization  of  hidden  and  inaccessible  corrosion  the  Air  Force  number  one  ranked  technical  need. 
While  the  problem  with  corrosion  is  primarily  economic,  safety  is  also  a  major  concern.  As  the  airframe 
ages,  the  potential  for  failure  resulting  from  stress  corrosion  induced  cracking,  disbonding  of  stiffeners 
and  structural  weakening  due  to  loss  of  material  increases.  Current  field  inspection  technologies, 
including  ultrasonics,  radiography  and  eddy  current  require  5-10%  loss  of  material  for  reliable  detection 
of  corrosion. 

Nuclear  magnetic  resonance  (NMR),  a  technique  utilized  extensively  in  the  medical,  chemical  and 
petroleum  industries,  has  shown  to  be  very  sensitive  to  corrosion  and  moisture  entrapped  in  aircraft 
structures  in  cursory  studies  performed  prior  to  this  program.  Figure  1.1-1  shows  aluminum  NMR  data 
collected  from  a  corroded  aluminum  surface  as  part  of  a  program  performed  for  the  Naval  Air  Warfare 
Center  (Lakehurst,  NJ)  [1].  Based  on  these  results,  a  more  extensive  study  was  proposed  to  determine  the 
usefulness  of  NMR  in  providing  a  quantitative  measure  of  the  amount  of  corrosion  present  on  a  metallic 
surface.  Also,  the  ability  of  using  NMR  to  detect  corrosion  in  joints  and  fastener  holes  and  under 
coatings  was  of  extreme  interest  in  evaluating  the  future  potential  of  NMR  as  a  practical  inspection 
method  for  corrosion  detection. 
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Figure  1.1-1.  (a)  Corroded  Aircraft  Fuselage  Section  and  (b)  Initial  NMR  (Aluminum)  Data 
Collected  Demonstrating  the  Potential  of  the  NMR  Technique. 

1.2  Program  Objective 

The  overall  objective  of  this  program  was  to  evaluate  the  capabilities  of  nuclear  magnetic  resonance 

(NMR)  as  a  tool  for  the  quantitative  assessment  of  corrosion  behavior  in  metallic  airframe  structures. 

The  specific  program  objectives  included  the  following: 

•  Demonstrate  increased  sensitivity  to  corrosion  using  NMR  over  an  established  conventional 
nondestructive  inspection  (NDI)  method. 

•  Assess  the  potential  of  using  NMR  signals  as  quantitative  indicators  of  the  amount  of  corrosion 
present. 

•  Determine  the  radio  frequency  (RF)  magnetic  field  behavior  in  metallic  structures  both 
theoretically  using  electromagnetic  modelling  codes  and  experimentally  using  established 
laboratory  hardware. 

•  Quantify  the  effects  of  coating  materials,  such  as  paint,  primer  and  sealant,  and  other  nonmetallic 


materials  on  NMR  signals 
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1.3  Technical  Approach 

The  technical  approach  devised  to  meet  the  previously  stated  program  objectives  incorporated  the 
following  two  major  elements: 

•  NMR  Corrosion  Characterization  Sensitivity  Analysis:  In  this  task,  the  sensitivity  of  NMR  as  a 
function  of  the  amount  of  corrosion  present  was  determined.  Specimens  consisting  of  three 
aluminum  alloys  and  a  high  strength  steel  were  corroded  in  both  neutral  salt  and  SO2  environments 
for  specified  periods  of  time  to  provide  a  range  of  corrosion  layer  thicknesses  from  nascent  to  a 
detectable  level  using  a  conventional  film  radiographic  inspection  method.  The  corrosion  products 
were  analyzed  using  Scanning  Auger  Microscopy  (SAM)  to  determine  product  constituencies  and 
corrosion  layer  thicknesses.  The  specimens  were  then  evaluated  using  both  aluminum  and 
hydrogen  NMR  techniques  to  determine  the  sensitivity  of  each.  In  addition,  the  effects  of 
corrosion  product  state  of  hydration  as  a  function  of  temperature  was  evaluated. 

•  NMR  Evalnaiinn  of  Simulated  Airframe  Structures.  In  this  task,  the  feasibility  of  detecting 
corrosion  in  complex  airframe  structures  was  assessed.  Key  to  the  success  of  NMR  as  a 
substructure  corrosion  detection  method  is  the  behavior  of  the  RF  magnetic  field  in  the  vicinity  of 
joints  and  fastener  holes.  To  evaluate  this  behavior,  both  2-D  and  3-D  electromagnetic  modelling 
codes  were  employed.  In  addition,  NMR  experiments  were  performed  on  simple  aircraft  structures 
such  as  a  butt  joint,  lap  joint  and  fastener/fastener  hole  combinations  to  verify  the  modelling 
results.  To  conclude  this  task,  the  ability  to  detect  corrosion  in  these  simple  structure 
configurations  and  under  coatings  using  NMR  was  experimentally  determined  using  laboratory 
NMR  hardware. 
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2.0  NMR  CORROSION  DETECTION  SENSITIVITY  EVALUATION 


The  objective  of  this  task  was  to  determine  the  sensitivity  of  NMR  as  a  function  of  the  amount  of 
corrosion  present.  Specimens  consisting  of  three  aluminum  alloys  and  a  high  strength  steel  were 
corroded  in  both  neutral  salt  and  SO2  environments  for  specified  periods  of  time  to  provide  a  range  of 
corrosion  layer  thickness  from  nascent  to  detectable  using  a  radiographic  inspection  method.  The 
corrosion  products  were  analyzed  using  Scanning  Auger  Microscopy  (SAM)  to  detemune  product 
constituencies  and  corrosion  layer  thicknesses.  The  specimens  were  then  evaluated  using  both  aluminum 
and  hydrogen  NMR  techniques  to  determine  the  sensitivity  of  each.  In  addition,  the  effects  of  corrosion 
product  state  of  hydration  as  a  function  of  temperature  was  evaluated.  The  activities  summarized  in  this 
paragraph  are  presented  in  more  detail  in  the  following  sub-sections. 

2.1  Corrosion  Specimen  Preparation 

Specimens  consisting  of  a  variety  of  aluminum  alloys  and  a  high  strength  steel  material  were  prepared 
in  order  to  evaluate  the  sensitivity  of  nuclear  magnetic  resonance  methods  as  a  function  of  corrosion  layer 
thickness.  These  specimens  were  ideally  sized  for  both  electron  microscopy  and  NMR  measurements. 
Both  sets  of  specimens  were  exposed  simultaneously  to  corrosive  environments  using  the  ASTM 
specification  previously  mentioned  for  specimen  preparation.  Sensitivity  baselines  were  established  as  a 
function  of  detectability  using  conventional  radiographic  inspection  methods. 

2.1.1  Material  Selection 

The  materials  selected  for  investigation  in  this  program  were  indicative  of  those  utilized  in  fabrication 
of  high  performance  airframe  structures.  These  materials  included  three  common  aluminum  alloys 
(2024-T3,  5056-H39,  and  7075-T6)  and  a  high  strength  steel  alloy  (300M).  The  heat  treatments  were 
chosen  to  provide  alloys  with  reasonably  poor  corrosion  resistance  characteristics  in  order  to  expedite 
specimen  preparation. 

2.1.2  Corrosion  Control  Specimens 

Two  specimens  for  each  alloy  system  were  fabricated  for  exposure  to  corrosive  environments  to 
determine  the  optimrun  exposure  time  for  the  subsequent  sensitivity  analysis.  Optimum  exposure  time 
was  defined  as  the  time  at  which  pitting  becomes  detectable  radiographically.  The  2024-T3, 7075-T6  and 
300M  specimens  were  0.063  inches  in  thickness  and  0.43  x  0.55  inches  in  dimension.  The  5056-H39 
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specimens  were  fabricated  from  actual  honeycomb  material  to  the  same  0.43  x  0.55  inch  dimensions. 
These  specimens  were  exposed  to  both  neutral  salt  (ASTM  B117)  and  SO2  (ASTM  G85)  environments. 
Dedicated  neutral  and  SO2  salt  spray  cabinets  were  used  to  expose  the  specimens;  the  SO2  exposure 
system  is  shown  in  Figure  2. 1.2-1.  The  specimens  were  removed  from  time  to  time  for  radiographic 
inspection  per  ASTM  E94  using  a  Philips  160  kV  static  X-ray  system  to  determine  the  time  at  which 
pitting  becomes  detectable.  If  pitting  was  detectable,  the  specimen  was  removed  and  the  exposure  time 
documented  as  optimum.  If  pitting  was  not  detected,  the  specimen  was  placed  back  in  the  salt  spray 
cabinet  for  continued  exposure.  A  flow  chart  depicting  control  specimen  preparation  is  shown  in  Figure 
2. 1.2-2.  An  example  of  radiographically  detectable  pitting  is  shown  in  Figure  2. 1.2-3  for  the  7075-T6 
alloy.  Figure  2. 1.2-4  shows  the  optimum  corrosion  times  for  each  alloy  in  both  neutral  salt  and  SO2 
environments.  Based  on  these  results,  it  was  decided  to  use  the  SO2  exposure  for  preparation  of  2024-T3, 
7075-T6  and  300M  sensitivity  specimens  and  the  neutral  salt  environment  for  the  5056-H39  sensitivity 
specimens.  This  decision  was  made  due  to  the  significantly  longer  time  period  required  to  generate 
pitting  in  the  2024-T3  and  7075-T6  alloys.  Since  pitting  was  not  observed  in  the  2024-T3  specimen  at 
the  time  this  decision  was  made,  specimen  exposure  in  the  neutral  salt  environment  was  terminated.  The 
neutral  salt  environment  was  chosen  in  lieu  of  the  SO2  environment  for  the  5056-H39  alloy  due  to 
extremely  rapid  degradation  of  the  foil  in  the  SO2  cabinet. 


(b)  GP34-0053-36-VB 


Figure  2.1 .2-1 .  (a)  Salt  Spray  Cabinet  and  (b)  SO2  Controller  Used  in  Preparation  of  Corrosion 

Control  and  Sensitivity  Specimens. 
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Figure  2.1 .2-3.  (a)  Philips  160  kV  Static  X-Ray  System  and  (b)  Radiographic  Inspection  Results  for 
7075-T6  Aluminum  Alloy  Exposed  for  48  hours  in  an  SO2  Environment 
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Figure  2.1 .2-4.  Optimum  Corrosion  Exposure  Times  for  2024-T3, 5056-H39,  and  7075-T6  Aluminum 
Alloys  and  300M  High  Strength  Steel.  Exposure  Times  include  Both  Neutral  Salt 

and  SO2  Environments. 

2.1.3  Corrosion  Sensitivity  Specimens 

Based  on  the  optimum  corrosion  times  obtained  for  each  alloy,  corrosion  sensitivity  specimens  were 
fabricated.  These  specimens  were  designed  to  provide  a  range  of  corrosion  layer  thicknesses  below,  at 
and  above  the  thickness  corresponding  to  the  optimum  exposure  time.  This  range  of  exposures, 
consisting  of  times  equivalent  to  20%,  40%,  60%,  80%,  100%  and  200%  of  the  optimum  times,  was 
developed  with  the  goal  of  providing  a  means  for  demonstrating  the  sensitivity  of  the  NMR  technique, 
primarily  at  thicknesses  undetectable  using  conventional  radiographic  inspection  methods.  For  each 
alloy,  an  NMR  specimen  and  an  electron  microscopy  specimen  were  simultaneously  exposed  in  the 
designated  environment  for  the  prescribed  period  of  time.  Separate  specimens,  shown  in  Figure  2. 1.3-1, 
were  fabricated  in  order  to  muiimize  handling  and  potential  contamination.  Specimen  dimensions 
included  0.43  x  0.55  inches  for  the  electron  microscopy  evaluations  and  0.16  x  0.55  inches  for  the  NMR 
analysis.  Specimen  thicknesses  were  equivalent  to  those  utilized  for  control  specimen  preparation. 

Actual  sensitivity  specimen  exposure  times  are  presented  in  Figure  2. 1.3-2  for  the  four  alloys  evaluated. 

It  should  be  noted  here  that  no  further  effort  was  expended  relative  to  the  highly  magnetic  300M 
specimens  due  to  the  inability  to  obtain  an  NMR  signal.  An  explanation  of  the  problems  encountered 
with  magnetic  materials  is  provided  in  Section  2.3.1.  From  this  point  on,  the  focus  was  limited  to 
aluminum  alloys  only. 
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Figure  2.1 .3-1 .  Ideally  Sized  Specimens  for  Corrosion  Sensitivity  Analysis:  NMR  (Left) 

and  Auger  Microscopy  (Right). 
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Figure  2.1. 3-2.  Completed  Corrosion  Sensitivity  Matrix  Exhibiting  Exposure  Times  for  2024-T3  and 
7075-T6  Aluminum  and  300M  Steel  (SO2  Exposure)  and  5056-H39  Aluminum 

(Neutral  Salt  Exposure). 


2.2  Corrosion  Characterization 

The  corrosion  product  characterization  study  was  performed  using  Scanning  Auger  Microscopy.  SAM 
is  a  powerful  surface  analysis  tool,  especially  when  the  sample  of  interest  has  elements  of  low  atomic 
number  and  for  profiling  the  surface  composition  through  the  first  micrometer  in  depth.  SAM  is  limited 
by  the  need  for  the  material  to  have  at  least  some  electrical  conductivity  and  not  to  outgas  in  the 
ultra-high  vacuum  analysis  chamber.  The  characterization  work  was  performed  using  a  Physical 
Electronics  Model  600  Scanning  Auger  Microprobe,  shown  in  Figure  2.2-1.  It  is  equipped  with  dual 
argon  ion  sputter  guns,  an  X-ray  detector  for  energy  dispersive  x-ray  (EDX)  analysis,  and  an  in-situ  liquid 
nitrogen-cooled  fracture  stage. 


Figure  2.2*1.  Physical  Electronics  Model  600  Scanning  Auger  Microprobe. 
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2.2.1  Identification  of  Corrosion  Products 


Auger  electron  spectroscopy  (AES)  was  used  to  determine  the  near-surface  chemical  composition  of 
the  2024-T3,  5056-H39  and  7075-T6  aluminum  alloys  exposed  to  corrosive  environments.  Survey 
spectra  taken  from  corroded  specimens  of  each  alloy  are  presented  in  Figures  2.2. 1-1  through  2.2. 1-4. 
These  spectra  were  taken  in  the  course  of  performing  depth  profiling  measurements  near  the  surface  of 
the  corrosion  products.  A  survey  spectrum  from  a  2024-T3  alloy  exposed  to  an  SO2  environment  for  102 
hours  is  shown  in  Figure  2.2. 1-1.  The  primary  constituents,  as  was  expected,  were  aluminum  and 
oxygen.  Also  noticed  were  sulphur,  argon,  carbon  and  sodium.  It  was  originally  thought  that  copper 
would  be  present  in  the  corrosion  product  for  the  2024-T3  alloy;  however,  none  was  detectable  due  to  the 
presence  of  a  cladding  layer.  For  the  7075-T6  alloy,  a  survey  spectrum  is  shown  in  Figure  2.2.1-2  for  a 
specimen  exposed  for  18  hours  in  an  SO2  environment.  Again,  the  primary  constituents  of  the  corrosion 
product  are  aluminum  and  oxygen.  Also  noticed  were  sulphur  and  argon.  Zinc,  the  primary  alloying 
element  of  the  7075-T6  alloy,  was  not  detected  in  the  energy  spectrum.  This  may  indicate  that  diffusion 
of  zinc  into  the  oxide  is  limited  in  the  early  stages  of  oxide  formation.  Both  the  2024-T3  and  7075-T6 
alloys  had  sulphur  present  in  the  Auger  spectrum,  which  is  indicative  of  materials  exposed  in  an  SO2 
environment.  In  contrast,  the  5056-H39  alloy  specimens,  exposed  in  a  neutral  salt  environment,  had  no 
indication  of  sulphur  in  the  corrosion  product.  The  survey  spectrum  shown  in  Figure  2.2. 1-3  for  a 
5056-H39  specimen  exposed  for  188  hours  reveals  chlorine  and  potassium  in  addition  to  aluminum  and 
oxygen.  Contaminants  may  also  be  detected  using  this  spectroscopic  technique.  The  survey  spectrum  in 
Figure  2.2. 1-4  is  also  from  a  5056-H39  specimen,  however  the  exposure  was  greater  at  594  hours.  The 
exposure  time  was  deceiving  as  the  corrosion  layer  thickness  was  much  less  than  the  specimen  exposed 
for  188  hours.  By  the  indication  of  silicon  in  the  survey  spectrum,  it  can  be  assumed  that  the  adhesive  for 
bonding  the  thin  sheets  of  material  to  produce  the  honeycomb  geometry  was  not  completely  removed, 
causing  an  impediment  to  uniform  corrosion  product  formation.  Also  noticed  in  the  survey  spectrum  is 
chromium,  which  is  an  alloying  element  for  the  5056-H39  alloy.  Chromium  was  present  in  other 
5056-H39  specimens  with  extremely  thin  corrosion  product  layers,  indicating  that  chromium  forms 
oxides  on  the  surface,  but  does  not  diffuse  into  the  corrosion  product  itself. 
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Figure  2.2.1 -1.  Auger  Survey  Spectrum  for  2024-T3  Aluminum  Alloy  Exposed  to  SO2  Environment 

for  1 02  hours  (Sputter  Time  =  60  sec). 


Figure  2.2.1  *2.  Auger  Survey  Spectrum  for  7075-T6  Aluminum  Alloy  Exposed  to  SO2  Environment 

for  18  hours  (Sputter  Time  =  120  sec). 
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Figure  2.2.1-3.  Auger  Survey  Spectrum  for  5056-H39  Aluminum  Alloy  Exposed  to  Neutral  Salt 
Environment  for  188  hours  (Sputter  Time  =  20  sec). 


Figure  2.2.1 -4.  Auger  Survey  Spectrum  for  5056-H39  Aluminum  Alloy  Exposed  to  Neutral  Salt 

Environment  for  594  hours  (Slight  Sputter). 


These  results  indicate  that  the  bulk  of  the  corrosion  products  are  in  the  form  of  AI2O3.  This  wotild 
lend  itself  to  detection  using  an  aluminum  NMR  technique,  taking  advantage  of  the  Knight  shift 
phenomenon.  If  the  corrosion  product  is  hydrated  (i.e.,  in  the  form  of  Al(OH)3),  the  hydrogen  NMR 
technique  becomes  a  strong  candidate  due  to  increased  sensitivity.  However,  it  should  be  noted  that  the 
Auger  technique  cannot  detect  hydrogen.  This  severely  limits  the  effectiveness  of  Auger  microscopy 
relative  to  correlation  of  elemental  contributions  with  NMR  signals.  Both  aluminum  and  hydrogen  NMR 
techniques  will  be  presented  in  more  detail  in  Section  2.3.1. 

2^*2  Characterization  of  Corrosion  Laver  Thickness 

Auger  electron  spectroscopy  was  used  to  examine  the  near-surface  regions  of  2024-T3, 5056-H39  and 
7075-T6  aluminum  corrosion  sensitivity  specimens  to  determine  the  thickness  of  the  surface  corrosion 
layers.  Depth  profiles  of  the  A1  and  O  concentrations  were  obtained  from  several  randomly  chosen 
rectangular  regions  on  each  specimen.  Each  of  these  regions  covered  an  area  of  0.04  mm^.  Plots  of 
atomic  concentration  (at.  %)  as  functions  of  depth,  such  as  the  ones  shown  in  Figure  2.2.2- 1  for  the 
2024-T3  alloy,  were  used  to  quantify  the  thicknesses  of  the  surface  oxide  layers.  Both  the  “down-turn” 
times  and  “cross-over”  times  were  noted.  The  down-turn  time  represents  the  Si02  sputter  time  associated 
with  a  decreasing  oxygen/aluminum  concentration  ratio.  The  cross-over  time  represents  the  Si02  sputter 
time  associated  with  equivalent  oxygen  and  aluminum  concentrations.  The  thickness  of  the  corrosion 
layer  was  obtained  by  multiplying  the  sputter  time  with  the  sputter  rate  and  averaging  the  thicknesses 
measured  across  the  surface  (typically  three  to  four  measurements).  The  two  data  sets  shown  in  Figure 
2.2.2- 1  correspond  to  65.5  and  336  hour  exposures  in  an  SO2  environment  The  Auger  spectroscopy 
results  from  each  aluminum  alloy  system  are  summarized  below; 


14 


Figure  2.2.2-1.  Aluminum-Oxygen  Depth  Profiles  Collected  on  2024-T3  Aluminum  Specimens 
Exposed  in  SO2  Environment  for  65.5  and  336  hours,  Respectively. 


•  2024-T3  Aluminum:  The  2024  specimens  were  exposed  in  an  SO2  environment  for  times  ranging 
from  36  to  336  hours.  Secondaiy  electron  images  of  the  surfaces  revealed  that  they  were  quite 
inhomogeneous  and  contained  many  pits.  The  measured  sputter  rate  of  Si02  for  these  experimental 
conditions  was  approximately  48  nm/min.  The  calculated  thickness  data  for  the  2024  alloy  are 
presented  in  Figure  2.2.2-2  as  a  function  of  exposure  time.  The  cross-over  time  was  used  for 
correlation  as  there  was  too  much  specimen  charging  due  to  the  thick  oxide  layer  to  identify  the 
down-turn  time.  The  data  revealed  a  correlation  between  exposure  time  and  oxide  layer  thickness 
with  the  rate  of  oxide  layer  growth  also  increasing  with  exposure  time. 
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Figure  2.2.2-2.  Corrosion  Layer  Thickness  vs.  SO2  Exposure  for  2024-T3 
Aluminum  Corrosion  Sensitivity  Specimens. 
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•  7075-T6  Aluminum:  The  7075  specimens  were  exposed  to  an  SO2  environment  for  times  ranging 
from  12  to  96  hours.  Secondary  electron  images  of  these  surfaces  revealed  that  they  were 
somewhat  inhomogeneous  and  contained  very  few  pits.  In  some  cases,  there  were  rather  large 
regions  of  differing  contrast  levels  in  these  images,  presumably  because  of  some  compositional 
and/or  thickness  differences  across  the  exposed  surfaces.  The  measured  sputter  rate  of  Si02  for 
these  experimental  conditions  was  40  nm/min.  The  calculated  thickness  data  for  the  7075  alloy  are 
presented  in  Figure  2.2.2-3  as  a  function  of  exposure  time.  The  down-tum  time  was  used  for 
correlation  with  the  exposure  times.  The  results  showed  that  a  general  increase  in  corrosion  layer 
thickness  was  noted  as  a  function  of  exposure  time.  The  specimen  exposed  for  31  hours  had  an 
unusually  long  sputter  time,  which  corresponded  to  an  unusually  thick  surface  oxide  layer.  This 
data  point  is  not  shown  due  to  the  extreme  corrosion  layer  thickness  in  comparison  with  the  other 
specimens.  It  was  believed  that  some  surface  contamination  prior  to  or  during  exposure  led  to 
accelerated  oxide  layer  growth. 


Exposure  Time  (hrs) 

GP54.0893.43-VB 

Figure  2.2.2-3.  Corrosion  Layer  Thickness  vs.  SO2  Exposure  for  7075-T6 
Aluminum  Corrosion  Sensitivity  Specimens. 


17 


•  SP56-H39  Aluminum:  The  5056  specimens  were  exposed  to  a  neutral  salt  environment  for  times 
ranging  from  106  to  1056  hours.  Secondary  electron  images  of  the  5056  specimens  revealed  that 
their  surfaces  were  somewhat  inhomogeneous  and  contained  very  few  pits.  The  measured  sputter 
rate  of  Si02  for  these  experimental  conditions  was  approximately  62  nm/min.  The  calculated 
thickness  data  for  the  5056  alloy  are  presented  in  Figure  2.2.2-4  as  a  function  of  exposure  time. 
The  down-turn  time  was  used  for  correlation  with  the  exposure  times  for  the  5056  alloy.  With  the 
exception  of  the  specimens  exposed  for  318  hours  and  528  hours,  these  data  reveal  a  systematic 
increase  in  the  thickness  of  the  corrosion  layer  as  a  function  of  exposure  time.  The  only 
explanation  for  the  higher  than  expected  thickness  layer  for  the  specimen  exposed  for  318  hours  is 
that  only  a  few  depth  profiles  taken  across  an  inhomogeneous  surface  layer  are  not  enough  to 
accurately  characterize  a  surface  layer  thickness.  For  the  specimen  exposed  for  528  hours,  AES 
survey  spectra  indicated  that  this  was  the  only  specimen  with  silicon  on  its  surface.  Furthermore, 
this  specimen  had  a  higher  surface  concentration  of  nitrogen  and  a  lower  surface  concentration  of 
aluminum  than  other  specimens  in  the  5056  alloy  category.  It  is  speculated  that  the  surface 
concentration  of  silicon  limited  the  growth  of  corrosion,  leaving  a  much  thirmer  than  expected 
corrosion  layer. 


Figure  2.2.2-4.  Corrosion  Layer  Thickness  vs.  SO2  Exposure  for  5056-H39 
Aluminum  Corrosion  Sensitivity  Specimens. 
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2.3  NMR  Measurements 
23.1  Background 


OiiaTitiim  Viewpoint:  Nuclear  magnetic  resonance  is  a  spectroscopic  technique  that  examines 
transitions  between  magnetically  separated  nuclear  spin  energy  levels  [2].  Because  most  nuclei  have  a 
magnetic  moment,  usually  denoted  as  a  vector,  p,  their  preferred  orientation  is  to  lie  parallel  to  an  applied 
magnetic  field.  The  interaction  of  the  nuclear  magnetic  moment  with  the  external  field  leads  to  an  energy 
of  the  magnetic  moment  given  by: 


E  =  /iHq  (1) 

In  addition,  the  direction  of  the  nuclear  magnetic  moments  are  quantized.  This  means  that  the  nuclei 
can  be  oriented  in  a  number  of  discrete  directions,  the  number  depending  on  the  “spin  number”  of  the 
nucleus,  usually  denoted  I  (1=0, 1/2, 1,  3/2,...):  it  turns  out  that  the  number  of  possible  orientations  of  the 
magnetic  moment  is  just  21+1. 

The  magnetic  moment  of  the  nuclei  mentioned  above,  p,  is  dependent  only  on  three  things:  (1)  the 
nuclear  spin  number  of  the  nucleus;  (2)  Planck’s  constant;  and  (3)  the  gyromagnetic  ratio  of  the  nucleus  y: 


A  =  yft/  (2) 

Because  I  is  quantized,  the  energy  levels  are  also  quantized.  NMR  examines  the  spectroscopic 
transitions  between  these  discrete  energy  levels: 

Ez  =  -yhH(/n,  m  =  -I,  -/  +  1,...,  /-I,  /  (3) 

Because  of  selection  rules,  NMR  involves  transitions  from  one  energy  level  to  the  one  above  or  below 
(Am=l).  As  a  result,  the  energies  absorbed  or  released  in  an  NMR  experiment  is  given  by: 

AE  =  yhHQ  (4) 

Thus,  the  frequency  of  energy  absorbed  or  emitted,  the  Larmor  frequency,  is: 

=  =  y^o 


(5) 


Therefore,  in  the  quantum  viewpoint,  the  resonance  absorption  frequency  is  determined  by  the  spacing 
between  the  spin  energy  levels. 

The  Larmor  frequencies  of  several  nuclei  at  a  field  strength  of  7.0  Tesla,  for  example,  are  presented  in 
Figure  2.3. 1-1.  Nucleus  abundance  is  simply  the  fraction  of  the  referenced  isotope  relative  to  the  total 
number  of  nuclei.  If  the  nucleus  is  in  a  metal,  polarization  of  the  conduction  electrons  will  lead  to  an 
additional  magnetic  field  seen  by  the  nucleus  in  a  conducting  environment  and  the  nucleus  in  a  dielectric 
environment  is  called  the  Knight  shift.  An  example  of  this  phenomenon  is  shown  in  Figure  2.3. 1-2  for  a 
corroded  aluminum  alloy  measured  in  a  7.0  Tesla  magnetic  field  using  an  aluminum  NMR  technique. 

The  corrosion  peak  was  identified  128  kHz  downrange  from  the  aluminum  metal  peak.  This  128  kHz 
shift  in  the  frequency  domain  is  the  Knight  shift.  The  magnitude  of  this  shift  is  dependent  on  the  external 
magnetic  field  strength. 
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Figure  2.3.1-1.  Larmor  Frequencies  for  Selected  Nuclei  at  a  Magnetic  Field  Strength  of  7.0  Tesla. 
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Figure  2.3.1 -2.  Aluminum  NMR  Signal  From  Corroded  5056-H39  Aluminum  Alloy 
Measured  at  7.0  Tesla  (78  MHz)  Exhibiting  the  Knight  Shift  Phenomenon. 

Hydrogen,  the  nucleus  most  often  examined  using  NMR,  has  a  spin  number  of  1/2  and  has  two 
possible  orientations  (m=+/-l/2):  parallel  to  the  field  (“up”)  and  anti-parallel  to  the  field  (“down”). 
Aluminum,  spin  5/2,  has  six  possible  orientations:  m=5/2, 3/2, 1/2,  -1/2,  -3/2,  -5/2. 


If  all  of  the  spin  states  were  equally  populated,  stimulated  absorption  and  stimulated  emission  would 
be  equal,  leading  to  no  net  resonant  absorption  and  no  detectable  signal.  Thus,  the  net  absorption  is  due 
to  the  slightly  (of  order  one  part  per  million)  larger  population  in  the  lower  energy  spin  states  (parallel  to 
Ho)  than  in  the  higher  energy  states  anti-parallel  to  the  static  field 

Cla.ssical  Viewpoint:  Although  there  are  almost  equal  numbers  of  nuclei  aligned  with  the  field  as  there 
are  against  the  field,  the  slight  inequality  leads  to  a  net  number  of  nuclei  aligned  parallel  to  the  field.  This 
net  nuclear  magnetization  is  the  source  of  all  NMR  signals.  Because  the  nuclear  magnetization  is 
comprised  of  a  macroscopic  number  of  nuclei  (typically  on  the  order  of  10**  per  gram  of  sample),  the  net 
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nuclear  moment  behaves  as  if  it  were  a  classical  object  and  not  quantized.  As  a  result,  it  functions  like  a 
classical  bar  magnet:  it  can  assume  any  orientation  in  space,  not  just  the  few  possible  quantized 
orientations  [2]. 

If  the  magnetization  is  no  longer  oriented  parallel  to  the  external  magnetic  field,  then  the  field  will 
produce  a  torque  on  the  magnetization.  This  torque  will  cause  the  magnetization  to  precess  around  the 
field  at  the  Larmor  frequency.  It  is  noteworthy  that  the  frequency  of  classical  precession  corresponds 
exactly  to  the  spacing  between  the  quantum  energy  levels  (eq.5).  Thus,  the  quantum  and  classical 
viewpoints  yield  the  same  frequency.  A  precessing  moment  placed  inside  a  coil  will  induce  an  ac  voltage 
across  the  coil  with  a  frequency  equal  to  the  precession  frequency. 

Often,  a  rotating  frame  of  reference  is  used  in  order  to  visualize  the  precession  of  the  magnetization 
vector.  The  coordinates  and  vectors  in  this  frame  are  usually  denoted  by  primes.  The  Z’  coordinate, 
which  is  the  direction  of  the  static  magnetic  field,  is  the  axis  of  rotation  and  is  chosen  to  be  parallel  to  the 
Z  coordinate  in  the  lab  frame.  The  reference  frame  rotates  with  a  frequency  equal  to  that  of  the  applied 
RF  field,  which  is  generally  at  or  near  the  Larmor  frequency.  As  a  result,  the  precessing  magnetization 
appears  nearly  stationary  in  the  reference  frame.  Because  of  the  change  in  coordinate  systems  from  lab  to 
rotating,  the  external  magnetic  field  is  replaced  by: 


H'o  =  Ho-f  (6) 

where  Ho’  is  the  effective  static  field  in  the  rotating  frame.  Ho  is  the  static  field  in  the  lab  frame,  Q  is  the 
frequency  of  the  rotating  frame,  and  g  is  the  gyromagnetic  ratio,  as  before.  As  a  result,  a  frame  of 
reference  rotating  at  the  Larmor  frequency  has  no  static  magnetic  field. 

In  a  rotating  reference  frame,  a  circularly  polarized  magnetic  field  oscillating  (rotating)  at  the  Larmor 
frequency  appears  to  be  a  stationaiy  magnetic  field  because  it  rotates  with  the  reference  frame.  As  a 
result,  in  the  rotating  frame,  the  nuclear  magnetization  will  precess  (nutate)  around  this  (static)  radio 
frequency  (RF)  field  with  a  frequency  wi  determined  by  the  RF  magnetic  field  strength.  Hi: 

(7) 
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The  angle  that  the  magnetization  nutates  is  equal  to  cojT,  where  x  is  the  time  duration  of  the  RF  magnetic 
field.  As  a  result,  pulses  of  RF  field  are  usually  referred  to  in  a  shorthand  that  states  their  nutation  angle 
and  the  axis  of  the  rotating  frame  along  which  they  were  directed.  For  example,  a  90x  is  a  90°  pulse 
applied  along  the  x’  axis  of  the  rotating  frame.  Once  the  magnetization  has  processed  into  the  X’ Y’  plane 
of  the  rotating  reference  firame,  it  is  also  in  the  XY  plane  of  the  lab  frame,  as  represented  in  Figure 
2.3. 1-3.  After  the  RF  is  turned  off,  the  magnetization  processes  about  the  static  magnetic  field  and 
induces  a  signal  in  the  probe  coil.  If  the  pulse  angle  is  180°,  then  the  nuclear  magnetization  is  inverted 
and  lies  anti-parallel  to  the  static  external  field.  This  is  referred  to  as  an  inversion  of  the  spin  system. 

Relaxation:  If  the  magnetization’s  equilibrium  orientation  is  parallel  to  the  Z(Z’)  axis,  then  while  it  is 
processing  in  the  XY  plane,  it  is  in  a  nonequilibrium  state.  To  re-establish  equilibrium,  two  things  need  to 
happen:  (1)  the  in-plane  magnetization  (perpendicular  to  the  static  field)  must  decay  to  zero  and  (2)  the 
magnetization  parallel  to  the  static  field  must  grow  to  its  equilibrium  value. 

The  time  for  the  in-plane  magnetization  to  decay  is  T2,  the  transverse  or  spin-spin  relaxation  constant. 
The  value  of  T2  can  be  determined  by  acquiring  the  signal  collected  after  a  pulse.  Because  the  signal  is 
proportional  to  the  magnitude  of  the  magnetization  vector  processing  about  the  static  field,  the  signal 
decays  in  a  time  determined  by  T2.  As  a  result,  T2  is  defined  to  be  the  time  required  for  the  signal  to 
decay  to  1/e  of  its  initial  value.  The  signal  is  known  as  a  free  induction  decay,  or  FID;  so  named  because 
the  spins  are  firee,  and  not  driven  since  Hi=0,  they  induce  a  voltage  in  the  coil,  and  the  signal  decays.  The 
FID  can  be  Fourier  transformed  to  give  the  spectral  distribution  of  nuclei  in  the  sample.  The  linewidth  of 
the  spectrum  is  I/T2. 

Besides  T2  relaxation,  the  magnetization  will  recover  along  the  static  magnetic  field.  The  decay  time 
is  known  as  the  longitudinal  or  spin-lattice  relaxation  time,  Ti.  Ti  processes  change  the  Z-magnetization 
(the  magnetization  vector’s  component  parallel  to  the  external  field)  and  thus  change  the  spin  system’s 
energy,  E=-MzHo.  The  energy  must  be  exchanged  with  the  rest  of  the  sample  (“the  lattice,”  whether  the 
sample  is  solid  or  not).  These  Ti  processes  require  that  there  be  some  physical  motion  in  the  sample  with 
frequency  components  at  the  Larmor  frequency.  As  a  result,  the  spin-lattice  relaxation  rate  Tf^  is  a 
measure  of  the  extent  of  motion  in  the  sample  at  the  Larmor  frequency.  In  a  metal,  it  is  the  motions  of  the 
conduction  electrons  that  typically  relax  the  nuclei.  Called  Korringa  relaxation,  this  phenomenon  leads  to 
short  Ti  values. 


23 


24 


Materials  may  be  differentiated  on  the  basis  of  their  spin-lattice  relaxation  times.  A  standard  pulse 
sequence  for  this  purpose  is  the  saturate-wait-inspect  sequence.  A  saturation  pulse  is  a  long  RF  pulse  that 
causes  the  nuclear  magnetization  to  become  zero.  During  the  waiting  (or  recovery)  period,  the  nuclear 
magnetization  begins  to  grow  parallel  to  the  external  static  field.  A  material  with  a  shorter  Ti  will  have  a 
larger  nuclear  magnetization  vector  at  the  end  of  a  short  (compared  to  Ti)  waiting  period.  Finally,  the 
inspection  pulse  generates  an  NMR  signal  proportional  to  the  nuclear  magnetization  present  just  prior  to 
the  pulse.  Because  the  nuclear  magnetization  of  a  material  with  a  short  Ti  will  grow  rapidly  during  the 
recovery  period,  signal  from  this  material  will  dominate  the  total  signal  acquired. 

Another  method  of  differentiating  materials  on  the  basis  of  spin-lattice  relaxation  is  to  use  the  rapid 
repetition  method.  By  rapidly  repeating  an  NMR  inspection  pulse,  the  nuclear  magnetization  is  able  to 
recover  parallel  to  the  external  field  only  during  the  time  between  the  RF  pulses. 

A  final  method  of  discriminating  between  materials  with  differing  Ti  values  is  to  use  an 
inversion-recovery  method.  The  nuclear  magnetization  can  be  inverted  with  a  180®  pulse,  as  mentioned 
previously.  The  nuclear  magnetization  then  recovers  parallel  to  the  external  field.  If  two  materials  are 
being  compared,  an  inspection  pulse  can  be  applied  when  one  of  the  materials’  nuclear  magnetization  is 
passing  through  zero.  At  such  time,  this  material  will  not  contribute  to  the  net  signal. 

In  the  absence  of  appreciable  molecular  motions  in  a  solid  sample,  the  value  of  T2  remains  constant  at 
its  rigid  lattice  limit.  The  linewidth  then  simply  reflects  the  distribution  of  local  fields  present  at  the 
nuclei.  Once  the  nuclei  in  the  sample  begin  to  move,  the  distribution  of  the  magnetic  fields  inside  the 
sample  become  motionally  averaged;  as  a  result,  the  linewidth  decreases  and  T2  increases. 

As  the  motional  frequency  approaches  the  NMR  frequency,  ©o>  the  spin-lattice  relaxation  time  passes 
through  a  minimum.  For  the  motion  rate  equal  to  the  NMR  frequency,  the  relaxation  is  most  efficient 
With  the  motion  rate,  (Oc,  exceeding  Ti  is  independent  of  the  frequency  ©o-  For  ®c<tOo,  Ti  varies  as 
t0o2  [3]. 
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Apparatus  for  NMR:  The  simplest  NMR  experiments  to  perform  are  continuous  wave  (CW  NMR) 
experiments,  illustrated  in  Figure  2.3. 1-4.  In  this  experiment,  the  sample  is  placed  in  a  tuned  (tank  LC) 
circuit  of  a  fixed  frequency  oscillator,  at  a  frequency  ca  The  coil  and  sample  are  located  in  the  external 
magnetic  field  Ho-  The  magnetic  field  is  then  swept  through  resonance  (Ho=co/y).  As  this  occurs,  the 
quality  factor  (Q)  of  the  tank  circuit  changes  as  the  nuclear  spins  in  the  sample  absoib  energy.  This  Q 
change  is  detected  as  a  reduction  in  the  RF  voltage  developed  across  the  coil. 


Figure  2.3.1 -4.  Simple  Continuous  Wave  (Q-Meter)  Spectrometer.  As  the  Field,  H,  Is  Swept 
Through  the  Spin  Resonance,  the  Q  of  the  Circuit  is  Reduced  by  Resonant  Absorption. 


A  pulsed  NMR  experiment  typically  consists  of  a  pulsed  RF  transmitter  to  apply  one  or  more  RF 
pulses  to  a  resonant  high-Q  probe  in  the  magnet,  shown  in  Figure  2.3. 1-5,  and  a  high  sensitivity  RF 
receiver  [4].  After  the  pulses  have  been  applied,  the  voltage  induced  by  the  processing  magnetization  is 
amplified  and  then  digitized  for  subsequent  analysis.  Because  of  the  conjugate  relationship  between  time 
and  frequency,  this  time-based  data  can  be  Fourier  transformed  to  give  the  frequency  spectrum  of  the 
nuclei  in  the  sample.  This  spectrum  is  the  same  as  would  be  obtained  from  a  CW  experiment. 


26 


Transmitter 


Receiver 


Figure  2.3.1 -5.  Schematic  Representation  of  a  Pulsed  NMR  Apparatus.  Pulse  Excitation  of  the 
Spins  By  the  Transmitter  Is  Followed  By  a  Free  Induction  Decay. 

The  equipment  required  for  performing  NMR  measurements  is  basically  the  same  regardless  of  the 
experiment.  Figure  2.3. 1-6  shows  a  block  diagram  of  a  pulsed  NMR  spectrometer  [5].  The  sample  is 
placed  either  inside  or  underneath  a  coil,  depending  on  the  experimental  configuration.  Both  coil  and 
specimen  are  placed  in  a  magnetic  field.  Connected  to  the  probe  is  a  duplexer  that  directs  NMR  pulses 
from  the  transmitter  to  the  probe  and  away  from  the  receiver.  It  then  directs  NMR  signals  from  the  probe 
to  the  receiver  and  away  from  the  transmitter.  Pulses  are  generated  by  a  computer  that  gates  a  frequency 
synthesizer. 


Figure  2.3.1 -6.  Block  Diagram  of  Typical  Experimental  NMR  System. 
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Effects  of  Magnetic  Materials:  It  was  originally  intended  in  this  program  to  evaluate  the  feasibility  of 
using  NMR  to  detect  corrosion  in  high  strength  steels.  The  300M  steel  chosen  for  evaluation  was 
determined  to  be  highly  magnetic  and,  therefore,  was  not  a  candidate  for  NMR.  The  following  is  a 
description  on  why  highly  magnetic  materials  are  impossible  to  evaluate  using  NMR. 

When  a  magnetic  material  is  placed  in  a  homogeneous  magnetic  field,  as  shown  in  Figure  2.3. 1-7,  the 
magnetic  field  lines  bend  at  the  surface  of  the  magnetic  particle  because  of  the  superimposed  magnetic 
field  of  the  magnetic  material  [6].  As  a  result,  the  initially  homogeneous  magnetic  field  is  now  distorted 
(inhomogeneous)  over  the  region  of  space  containing  the  material  and  beyond.  Since  the  precision 
frequency  of  a  nuclear  spin  depends  primarily  on  the  magnetic  field  strength  (co=7Ho),  the  resulting 
distribution  of  magnetic  fields  over  the  volume  of  the  material  leads  to  a  broadening  of  the  NMR  spectral 
line.  Since  the  total  area  under  the  the  NMR  signal  is  proportional  to  the  number  of  nuclei  examined 
(and,  therefore,  constant),  the  amplitude  of  the  signal  diminishes  dramatically.  The  resulting  broad  width, 
low  intensity  NMR  line  is  difficult  to  detect  either  by  continuous  wave  or  pulsed  NMR.  The  conclusion 
is  that  it  is  impractical  to  examine  highly  magnetic  materials  using  NMR. 


Liquid  Homogeneous  Field  Has 
Narrow  Line  Because  of  Narrow 
Distribution  of  Magnetic  Fields 


Ferromagnetic  Material  Broadens 
Magnetic  Field  Distribution.  As  a 
Result,  NMR  Line  is  Not 
Intense  Enough  to  Be  Detected 


GPS40893-79-VB 


Figure  2.3.1 -7.  (a)  Magnetic  Material  Placed  in  a  Magnetic  Field  Adversely  Affects  the  Static 
Magnetic  Field  Homogeneity,  (b)  As  a  Result,  the  NMR  Signal  Is  Broadened  and  its  intensity  Is 

Reduced  Below  the  Noise  Threshold. 
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2J.2  Aluminum  NMR  Sensitivity  Analysis 

Aluminum  NMR  measurements  were  performed  on  the  2024-T3,  5056-H39  and  7075-T6  aluminum 
alloy  corrosion  sensitivity  specimens  using  the  8.5  Tesla  superconducting  magnet  shown  in  Hgure 

2.3.2-  1.  The  sensitivity  measurements  were  performed  using  an  external  magnetic  field  strength  of  8.0 
Tesla,  which  corresponds  to  a  frequency  of  89  MHz  for  aluminum-27  nuclei.  The  results  of  the 
aluminum  NMR  analysis  are  shown  in  Figures  2.3.2-2, 2.3.2-3  and  2.3.2-4  for  the  2024-T3, 5056-H39 
and  7075-T6  corrosion  sensitivity  specimens,  respectively.  The  Knight  shift,  which  was  described  in  the 
previous  subsection,  allows  for  the  discrimination  of  the  corrosion  signal  from  the  metal  signal.  At  the 
8.0  Tesla  field  used  for  this  analysis,  a  299  kHz  frequency  shift  between  the  aluminum-27  signals  from 
the  corrosion  product  and  the  metal  was  observed.  The  NMR  data  plotted  in  Figures  2.3.2-2  through 

2.3.2- 4  have  been  normalized  using  the  metal  signal  acquired  simultaneously  with  the  corrosion  signal. 
These  data,  referenced  as  corrosion/metal  signal  ratio,  were  plotted  as  functions  of  both  exposure  time 
and  corrosion  layer  thickness. 


GP54-0893^VB 


Figure  2.3.2-1.  Superconducting  Magnet  (8.5  Tesla)  Used  for  Aluminum  NMR  Measurements. 
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Corrosion/Metal  Signal  Ratio  Corrosion/Metal  Signal  Ratio 


Corrosion/Metal  Signal  Ratio  Corrosion/Metal  Signal  Ratio  vs  Corrosion 

vs  Exposure  Time  Uyer  Thickness 
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Figure  2.3.2-2.  Aluminum  NMR  Corrosion  Sensitivity  Results  for  2024-T3  Aluminum 

(8.0  Tesla/89  MHz). 


Corrosion/Metal  Signal  Ratio 


Corrosion/Metal  Signal  Ratio 
vs  Corrosion  Layer  Thickness 
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Figure  2.3.2-3.  Aluminum  NMR  Corrosion  Sensitivity  Results  for  5056-H39  Aluminum 

(8.0  Tesla/89  MHz). 
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For  the  three  alloy  systems  evaluated,  a  general  trend  was  identified:  The  aluminum  NMR  signal 
increased  as  functions  of  exposure  time  and,  correspondingly,  corrosion  layer  thickness.  Two  specimens, 
namely  the  5056-H39  specimen  exposed  for  594  hours  (neutral  salt)  and  the  7075-T6  specimen  exposed 
for  31  hours  (SO2),  opposed  this  trend.  The  results  obtained  from  these  specimens,  however,  correlated 
weU  with  the  Auger  depth  profiling  results  documented  in  Section  2.2.2,  where  the  abnormal  behavior  of 
these  specimens  was  described.  The  correlation  between  NMR  signal  and  corrosion  layer  thickness  was 
not  as  consistent.  It  was  determined  that  averaging  several  depth  profile  measurements  over  the  surface 
of  a  specimen  may  not  be  the  best  way  to  characterize  the  surface.  Since  the  NMR  measurements 
evaluated  each  specimen  as  a  whole,  variations  in  data  consistency  are  inevitable  when  trying  to  correlate 
these  data  with  several  spot  surface  measurements.  This  was  especially  so  due  to  the  inhomogeneity  of 
the  surface  corrosion  layers.  Since  the  strength  of  the  NMR  signal  is  dependent  on  the  amount  of 
material  present,  better  correlations  may  have  been  obtained  using  weight  measurements  instead. 
However,  this  exercise  did  demonstrate  the  superior  sensitivity  of  the  NMR  technique  compared  to  that  of 
conventional  radiographic  inspection  methods.  The  fact  that  small  amounts  of  corrosion  product  were 
detected  using  NMR  supports  this  claim. 
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The  spin  lattice  relaxation  time  (Ti)  of  aluminum-27  in  aluminum  alloys  is  determined  by  the 
interaction  of  the  aluminum  nuclei  with  electrons  in  the  conduction  band  of  the  metal  (Korringa 
relaxation,  which  is  also  used  to  determine  the  Knight  shift).  Spin-lattice  relaxations  for  the  three  alloy 
systems  measured  as  a  function  of  the  fraction  of  optimum  exposure  time  are  presented  in  Figure  2.3.2-5. 
This  figure  shows  the  variation  of  the  aluminum-27  spin-lattice  relaxations  from  the  Knight  shifted 
position  of  the  signal  (metal  component).  Again,  a  general  trend  is  immediately  evident:  Aluminum-27 
spin  lattice  relaxations  increase  with  increasing  exposure  time.  It  was  also  determined  that  the  Ti  of  the 
metal  increases  by  up  to  20%  due  to  pitting  and  other  minute  surface  flaws  initiated  during  exposure.  The 
increase  in  Ti  may  reflect  the  large  number  of  aluminum-27  nuclei  that  are  in  metallic  regions  influenced 
by  nearby  corrosion.  Unfortunately,  the  increase  in  Ti  is  not  large  enough  to  allow  for  reliable 
discrimination  of  corroded  aluminum  metal  from  pristine  metal  strictly  on  the  basis  of  Ti  alone. 
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Figure  2.3.2-5.  Aluminum  Spin-Lattice  Relaxation  vs.  Fraction  of  Optimum  Corrosion  Exposure 
Time  for  2024-T3, 5056-H39,  and  7075-T6  Aluminum  Alloys  (8.0  Tesla/89  MHz). 


32 


Although  the  aluminum  NMR  technique  demonstrated  improved  sensitivity  over  conventional 
techniques,  the  question  of  practicality  is  another  matter.  The  aluminum  nucleus,  unlike  hydrogen,  has  an 
electric  quadrupole  moment.  As  a  result,  the  width  of  the  corrosion  peak  is  determined  by  second  order 
quadrupole  broadening.  It  was  expected  that  the  width  of  the  line  will  vary  as  ®l'^  and  increase  at  lower 
fields.  Figure  2.3.2-6  shows  measured  and  predicted  behavior  for  the  Knight  shift  and  the  1/Ho  variation 
of  the  corrosion  line  width.  Because  of  this  increasing  line  broadening,  coupled  with  the  decreasing 
difference  between  the  two  resonance  lines,  it  will  not  be  possible  to  distinguish  between  the  metal  and 
corrosion  lines  at  a  field  below  1.0  Tesla  on  the  basis  of  frequency  shift.  As  a  result,  this  line  separation 
can  not  be  used  as  an  NDE  technique  assuming  that  low  fields  would  be  required  for  a  practical 
inspection  technique. 


Corroded 
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Line  Width 
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Figure  2.3.2-6.  Frequency  Shift  and  Corrosion  Line  Width  Changes 
as  a  Function  of  Field  Strength. 
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233  Hydrogen  NMR  Sensitivity  Analysis 

Hydrogen  NMR  measurements  were  performed  on  the  2024-T3, 5056-H39  and  7075-T6  aluminum 
alloy  corrosion  sensitivity  specimens  using  the  2.0  Tesla  electromagnet  shown  in  Figure  2.3.3- 1.  The 
sensitivity  measurements  were  performed  using  an  external  magnetic  field  strength  of  2.0  Tesla,  which 
corresponds  to  a  frequency  of  85  MHz  for  hydrogen  nuclei.  The  results  of  the  hydrogen  NMR  analysis 
are  shown  in  Figures  2.3.3-2, 2.3.3-3  and  2.3.3-4  for  the  2024-T3, 5056-H39  and  7075-T6  corrosion 
sensitivity  specimens,  respectively.  In  these  data  sets,  the  hydrogen  NMR  signal  has  been  normalized  by 
the  signal  intensity  measured  from  20  mg  of  corrosion  product.  Therefore,  the  hydrogen  NMR  signal 
intensity  was  reported  in  units  of  corrosion  mass.  The  NMR  data  were  plotted  as  functions  of  both 
exposure  time  and  corrosion  layer  thickness. 
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Figure  2.3.3-2.  Hydrogen  NMR  Corrosion  Sensitivity  Results  for  2024-T3  Aluminum 

(2.0  Tesla/85  MHz). 
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Figure  2.3.3-3.  Hydrogen  NMR  Corrosion  Sensitivity  Results  for  5056-H39  Aluminum 

(2.0  Tesla/85  MHz). 
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Hydrogen  Signal  Amplitude  vs  Hydrogen  Signal  vs  Corrosion  Layer 
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Figure  2.3.3-4.  Hydrogen  NMR  Corrosion  Sensitivity  Results  for  7075-T6  Aluminum 

(2.0  Tesia/85  MHz). 


As  was  the  case  for  the  aluminum  NMR  results,  the  same  general  trend  can  be  noted  for  the  hydrogen 
NMR  results:  NMR  signal  increases  with  increasing  exposure  time.  However,  this  trend  is  less  evident 
for  the  hydrogen  NMR  results  due  to  the  fact  that  a  two  month  interval  between  the  aluminum  and 
hydrogen  NMR  analyses  existed.  During  this  two  month  period,  the  sensitivity  specimens  continued  to 
corrode  at  an  undefined  rate  due  simply  to  atmospheric  exposure.  As  a  result,  the  correlations  between 
corrosion  layer  thickness  and  exposure  became  less  noticeable.  Consequenfly,  the  correlations  between 
NMR  signal  and  exposure/corrosion  layer  thickness  became  less  definite.  Nevertheless,  the  data  did 
show  that,  much  like  the  aluminum  NMR  technique,  the  hydrogen  NMR  signal  intensity  is  strongly 
dependent  on  the  amount  of  corrosion  present  on  the  surface.  An  advantage  of  the  hydrogen  technique  is 
that  equivalent  sensitivities  may  be  obtained  at  much  lower  magnetic  field  strengths.  For  the  sensitivity 
evaluations,  a  factor  of  four  drop  in  magnetic  field  strength  was  noted  for  the  hydrogen  technique.  Based 
on  the  lower  field  potential  of  the  hydrogen  techmque,  all  RF  magnetic  field  penetration  and  corrosion 
detection  work  relative  to  simple  structures  were  limited  to  the  hydrogen  NMR  technique. 
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23.4  Hvdration/Temperature  Dependence 


The  spin-lattice  relaxation  time  (Ti)  of  the  nuclei  in  aluminum  corrosion  product  is  determined  by  the 
fluctuations  of  magnetic  fields  at  or  near  the  NMR  frequency  of  the  nucleus  in  question,  as  was  discussed 
in  Section  2.3.1.  As  a  result,  Ti  is  typically  temperature  dependent.  The  value  of  Ti  is  a  minimum  at  a 
temperature  corresponding  to  a  maximum  amount  of  internal  molecular  motion  at  the  NMR  frequency. 
Some  significant  fraction  of  the  molecular  motion  in  aluminum  corrosion  is  likely  to  be  due  to  waters  of 
hydration.  Increasing  the  relative  hydration  of  the  sample  should,  therefore,  have  a  substantial  effect 
upon  the  Ti  of  the  nuclei  in  the  sample.  In  addition  to  a  change  in  Ti,  more  molecular  motion  from 
additional  waters  of  hydration  or  an  increase  in  temperature  will  cause  an  increase  in  the  spin-spin 
relaxation  time,  T2. 

In  order  to  evaluate  the  effects  of  hydration  and  temperature  on  NMR  signal  behavior,  bulk  quantities 
of  corrosion  product  were  prepared.  The  corrosion  product  was  created  using  a  sheet  of  6061  aluminum 
electrically  connected  to  a  brass  ring.  The  aluminum/brass  arrangement  was  placed  in  contact  with 
saturated  saline  solution,  which  was  then  allowed  to  evaporate.  Small  quantities  of  this  corrosion  product 
were  identified  as  either  fully  hydrated,  bake  dehydrated  or  flame  dehydrated.  Corrosion  product 
removed  from  the  surface  of  the  aluminum  sheet  was  designated  as  fully  hydrated.  The  bake  dehydrated 
specimen  was  heated  in  an  evacuated  chamber  for  9  hours  at  212°F.  The  flame  dehydrated  specimen  was 
dehydrated  rapidly  (for  less  than  two  minutes)  at  a  high  temperature  using  a  natural  gas  torch. 

For  the  hydration  study,  hydrogen  NMR  measurements  were  performed  using  the  2.0  Tesla 
electromagnet.  From  the  data  shown  in  Figure  2.3.4- 1,  it  is  evident  that  the  fuUy  hydrated  signal  decays 
much  more  slowly  than  does  the  signal  from  the  bake  dehydrated  corrosion  product,  implying  a  longer 
spin-spin  relaxation  (T2)  for  the  hydrated  specimen.  For  the  fully  hydrated  corrosion  product,  T2  =  1 10 
ps;  for  the  bake  dehydrated  corrosion  product  T2  =  24  ps. 
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Figure  2.3.4-1.  Comparison  of  Hydrogen  NMR  Signals  From  Both  Hydrated  and  Dehydrated 
Corrosion  Products.  Note  the  Longer  Lasting  Signal  From  the  Hydrated  Corrosion  Product.  The 
NMR  Signal  of  the  Dehydrated  Corrosion  Also  Has  a  Long-Lived  Component  (Remaining  Signal 
After  30  jis);  However,  Most  of  the  Signal  From  This  Product  Decays  Rapidly. 

For  the  variable  temperature  study,  the  spin-lattice  relaxation  time  (Ti)  was  measured  for  both 
aluminum  nuclei  (8.5  Tesla/92  MHz)  and  for  the  hydrogen  nuclei  (2.0  Tesla/85  MHz).  Ti  was  measured 
over  a  temperature  range  of  100  K  to  350  K.  The  temperature  was  regulated  by  monitoring  the 
temperature  of  flowing  nitrogen  gas  passing  over  the  specimen.  The  aluminum  NMR  results  are 
presented  in  Figure  2.3.4-2  for  the  hydrated  and  dehydrated  cases.  The  data  show  that,  regardless  of  the 
dehydration  method,  the  spin-lattice  relaxations  are  basically  the  same.  The  data  also  show  that,  for  the 
hydrated  specimen,  Ti  is  lower  at  room  temperature  (295  K)  but  higher  at  low  temperatures  (below  150 
K).  The  hydrogen  NMR  results  are  shown  in  Rgure  2.3.4-3  for  specimens  consisting  of  both  states  of 
hydration.  The  similarity  between  the  aluminum  and  hydrogen  NMR  results  indicate  that  both  the 
aluminum  and  hydrogen  nuclei  are  being  exposed  to  the  same  fluctuating  internal  magnetic  fields.  In 
addition,  both  plots  show  a  plateau  (a  Ti  minimum)  near  room  temperature.  The  plateau  indicates  that 
over  the  temperature  range  likely  to  be  encountered  in  operational  environments  (250  K  to  350  K),  Ti  of 
fully  hydrated  aluminum  corrosion  product  will  be  nearly  constant. 
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Figure  2.3.4*2.  Aluminum  NMR  Evaluation  of  Hydrated  and  Dehydrated  Corrosion 
Products  as  a  Function  of  Temperature  (8.5  Tesla/92  MHz). 
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Figure  2.3.4-3.  Hydrogen  NMR  Evaluation  of  Hydrated  and  Dehydrated  Corrosion 
Products  as  a  Function  of  Temperature  (2.0  Tesla/85  MHz). 
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Active  corrosion  sites  are  likely  to  be  moist;  hence,  the  corrosion  should  be  in  an  elevated  state  of 


hydration.  The  data  presented  in  Figures  2.3.4-1  to  2.3.4-3  indicate  that  at  temperatures  near  room 
temperature,  the  NMR  signal  near  active  corrosion  sites  will  have  a  short  Tj,  which  will  allow  for  rapid 
signal  averaging  and  differentiation  from  most  other  materials.  Furthermore,  the  corrosion  product  will 
have  a  long  T2  (compared  to  rigid  solids),  which  will  require  only  a  modest  bandwidth  of  the  detection 
spectrometer  (as  opposed  to  the  larger  bandwidth  required  for  rigid  solids).  Smaller  bandwidth  translates 
into  better  signal-to-noise. 

23.5  Effects  of  Included  Aerospace  Materials 

Of  paramount  importance  in  the  detection  of  corrosion  in  aluminum  is  the  ability  to  differentiate  the 
NMR  signal  of  corrosion  from  the  NMR  signal  of  miscellaneous  (innocuous)  aircraft  materials.  Materials 
such  as  paint,  primer,  polysulfide  sealant,  film  and  foaming  adhesive  and  a  carbon-fiber  composite 
material  were  evaluated  using  a  hydrogen  NMR  technique  at  2.0  Tesla  (85  MHz).  Critical  NMR 
parameters  were  determined  for  each  material,  with  the  data  listed  in  Figure  2.3.5- 1.  Several  of  the 
materials  evaluated  have  two-component  NMR  signals;  the  Ti  and  T2  values  reported  in  this  figure  are  of 
the  longer  lived  component,  even  though  it  may  have  a  lower  intensity  than  the  shorter  lived  (more  rigid) 
NMR  signal.  The  longer  T2  component  is  more  likely  to  interfere  with  the  signal  emanating  from  the 
corrosion  product  The  value  for  the  Ti  of  the  aluminum  corrosion  product  is  much  shorter  fhan  Ti  of 
any  of  the  included  materials  evaluated.  As  a  result,  it  will  be  possible  to  distinguish  the  NMR  signal  of 
aluminum  corrosion  product  from  the  NMR  signal  from  various  included  materials. 
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Figure  2.3.5-1.  Hydrogen  NMR  Relaxation  Times  For  a  Variety 
of  Included  Aerospace  Materials  (2.0  Tesla/85  MHz). 
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Figure  23.5-2  shows  NMR  signals  from  all  aircraft  materials  and  the  signal  from  aluminum  corrosion 
product  in  a  single  plot.  These  signals  were  normalized  by  (divided  by)  the  mass  of  the  specimen.  These 
data  were  acquired  by  saturating  the  NMR  line  (equalizing  the  populations  of  the  respective  energy  levels 
by  eliminating  the  nuclear  magnetization),  allowing  the  nuclear  magnetization  to  recover  for  20  seconds 
and  inspecting  the  signal  from  the  recovered  magnetization.  Because  the  recovery  period  (20  seconds)  is 
much  greater  than  Ti  of  any  of  the  aircraft  materials,  the  resultant  signal  is  fully  relaxed;  all  spins 
contribute  to  the  observed  signal  in  proportion  to  their  numbers.  When  acquiring  a  signal  from  several 
materials  simultaneously,  it  is  useful  to  reduce  the  recovery  period  so  that  it  is  less  than  Ti  for  all  of  the 
materials.  Thus,  materials  with  a  short  Ti  will  contribute  disproportionately  to  the  total  signal.  Indeed, 
when  the  recovery  period  is  reduced  to  7  ms,  as  shown  in  Figure  2.3.5-3,  the  only  signals  that  remain 
come  from  corrosion  and  from  the  polysulfide  sealant  However,  because  the  Ti  of  the  sealant  is  longer 
than  Ti  of  the  corrosion  (62  ms  vs.  19  ms),  another  pulse  sequence  can  be  employed  to  null  out  the 
sealant  signal. 


0  50  100  150  200  250  300 

Acquisition  Time  (ps)  gp5«)893-26-vb 

Figure  2.3.5-2.  Fully  Relaxed  Hydrogen  NMR  Signals  From  Aluminum  Corrosion  Product  and 
Included  Aerospace  Materials  Listed  in  Figure  2.3.5-1  (2.0  Tesla/85  MHz). 
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An  RF  pulse  of  the  appropriate  intensity  and  duration  can  be  applied  so  that  the  NMR  signal  is 
inverted,  as  shown  in  Figiu’e  2.3.5-4.  If  the  signal  is  inspected  at  some  time  after  the  inverting  RF  pulse, 
it  will  still  be  inverted,  but  at  a  smaller  magnitude.  As  the  recovery  time  (the  time  between  the  inversion 
RF  pulse  and  the  signal  inspection)  is  increased,  the  signal  amplitude  will  progress  from  small  and 
inverted,  to  zero,  then  small  and  upright,  and  finally,  fully  relaxed  and  upright.  If  a  specimen  consisting 
of  sealant  and  aluminum  corrosion  product  is  inspected,  the  recovery  time  in  the  “invert-recover-inspect” 
pulse  sequence  can  be  chosen  so  that  the  signal  from  the  sealant  is  minimized  with  respect  to  the 
corrosion  signal,  as  illustrated  in  Figure  2.3.5-5.  In  this  manner,  the  sealant  signal  can  be  differentiated 
from  the  signal  of  sealant  combined  with  corrosion. 
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Figure  2.3.5-4.  Graphic  Representative  of  Inversion  Recovery. 
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Figure  2.3.5-5.  Differentiation  of  Corrosion  Product  and  Sealant  Hydrogen  NMR  Signals  Using  an 
Invert-Recover-lnspect  Pulse  Sequence  (2.0  Tesla/85  MHz). 

23.6  Effects  of  Fastener  Materials 

Corrosion-resistant  metallic  fasteners  are  those  made  of  stainless  steels  and  non-ferrous  alloys.  This 
broad  definition  could  include  hundreds  of  alloys,  but  in  practice  the  materials  actually  used  are  limited  to 
several  stainless  steels  and  several  copper  alloys,  plus  a  few  nickel,  aluminum  and  titanium  alloys  [7]. 
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Over  half  of  all  industrial  fasteners  classified  as  corrosion  resistant  are  made  of  stainless  steels.  This 
general  designation  covers  austenitic,  martensitic  and  ferritic  stainless  steels.  Of  all  stainless  steels,  the 
300  series  austenitic  types  are  the  most  popular  for  fastener  use.  Austenitic  stainless  steels  are 
nonmagnetic  for  all  practical  purposes.  Martensitic  grades,  such  as  type  410  and  416,  and  ferritic  alloy 
type  430  are  all  magnetic  and  would  be  detrimental  to  NMR. 

Aluminum  alloys,  such  as  21 17  and  2024,  are  used  for  fasteners,  primarily  in  the  form  of  rivets. 
Typically,  aluminum  fasteners  are  used  to  join  aluminum  components.  Titanium  alloy  Ti-6A1-4V  is  used 
extensively  for  titanium  fasteners.  They  have  excellent  corrosion  resistance  and  maintain  their  strength  at 
iboderately  high  temperatures. 

As  was  described  in  Section  2.3.1,  highly  magnetic  materials  are  not  ideal  candidates  for  NMR.  A 
simple  test  may  be  performed  to  determine  if  the  ferromagnetic  behavior  of  the  fastener  would  inhibit  an 
NMR  evaluation.  This  test  is  performed  by  simply  placing  a  permanent  magnet  near  the  fastener.  If  the 
attraction  is  immediate,  then  it  is  safe  to  say  that  an  NMR  signal  would  be  lost  in  the  vicinity  of  the 
fastener.  If  no  attraction  is  observed,  then  NMR  measurements  are  stiU  a  possibility  and  the  effectiveness 
of  such  would  need  to  be  determined  experimentally.  Using  this  simple  screening  procedure,  fasteners 
fabricated  from  a  variety  of  materials  were  evaluated,  with  the  results  shown  in  Figure  2.3.6-1  [8].  As 
can  be  seen  by  this  screening  process,  fasteners  fabricated  from  PH13-8Mo  steel  would  destroy  an  NMR 
signal. 
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No  Attraction 
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No  Attraction 

Hi-Torque  (Flush  Head) 

ST3M454 

PH13-8MO 

Strong  Attraction 
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Figure  2.3.6-1.  Fasteners  Surveyed  For  Magnetic  Properties  [8]. 


44 


An  experiment  was  performed  using  a  titanium  fastener  to  determine  if  magnetic  behavior  existed. 
This  was  a  concern  since  the  Ti-6A1-4V  has  a  0.4%  Fe  impurity  limit,  which  may  be  enough  to  show 
some  magnetic  behavior.  A  Ti-6A1-4V  protruding  head  hi-lok  fastener  (ST3M420V8)  was  used  to 
determine  if  ferromagnetic  behavior  was  present  Hydrogen  NMR  signals  were  obtained  at  85  MHz  for 
the  titanium  fastener,  a  water  sample  and  the  fastener  immersed  in  water.  The  acquired  hydrogen  NMR 
signals  are  shown  in  Figure  2.3.6-2.  This  figure  reveals  several  items  of  note:  (1)  there  is  no  residual 
hydrogen  signal  in  the  titanium  fastener;  (2)  the  hydrogen  signal  from  the  water  has  a  very  long  duration 
with  no  fastener  present;  and  (3)  the  hydrogen  signal  from  the  water  decreased  dramatically  if  a  titanium 
fastener  is  placed  in  the  water.  The  latter  result  indicates  that  the  titanium  fastener  has  paramagnetic 
susceptibility.  As  will  be  seen  in  Section  3.3.2,  the  paramagnetism  exhibited  by  the  titanium  fastener 
does  little  to  affect  an  NMR  signal  from  aluminum  corrosion  in  the  vicinity  of  the  fastener. 
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Figure  2.3.6-2.  Effects  of  Titanium  (Ti-6AI-4V)  Fastener  on  Hydrogen  NMR  Signal  Obtained  From 

Water  (2.0  Tesla/85  MHz). 
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3.0  NMR  EVALUATION  OF  SIMULATED  AIRFRAME  STRUCTURES 


The  objective  of  this  task  was  to  assess  the  feasibility  of  detecting  corrosion  in  complex  airframe 
structures.  Key  to  the  success  of  NMR  as  a  substructure  corrosion  detection  method  is  the  behavior  of  the 
RF  magnetic  field  in  the  vicinity  of  joints  and  fastener  holes.  To  evaluate  this,  both  2-D  and  3-D 
electromagnetic  modelling  codes  were  employed  to  evaluate  this  behavior.  In  addition,  NMR 
experiments  were  performed  on  simple  aircraft  structures  such  as  a  butt  joint,  lap  joint  and 
fastener/fastener  hole  combinations  to  verify  the  modelling  results.  To  conclude  this  task,  the  ability  to 
detect  corrosion  in  these  simple  structure  configurations  and  under  coatings  using  NMR  was 
experimentally  determined  using  laboratory  NMR  hardware.  The  results  of  these  investigations  are 
presented  in  detail  in  the  following  subsections. 

3.1  RF  Magnetic  Field  Modelling 

The  objective  of  the  RF  magnetic  field  modelling  subtask  was  to  theoretically  determine  if  RF 
magnetic  fields  can  penetrate  joints  and  propagate  in  gaps  underneath  skins  in  the  frequency  range  of 
interest  to  NMR.  If  it  was  determined  that  no  RF  magnetic  field  penetration  occurs,  then  the  subsequent 
experimental  study  would  focus  on  detection  of  corrosion  under  coatings  and  sealants.  Electromagnetic 
modelling  codes  routinely  employed  to  evaluate  electromagnetic  wave  behavior  for  materials  and 
structure  development  relative  to  low  observable  technology  were  used  in  this  investigation. 

3.1.1  Electromagnetic  Modelling  Codes 

In  order  to  better  understand  RF  magnetic  field  behavior  in  the  vicinity  of  joints,  gaps  and  holes, 
electromagnetic  modeling  codes  originally  developed  for  low  observable  technology  were  employed. 
Although  several  computational  electromagnetics  codes  were  evaluated.  The  Code  for  Analysis  of 
Radiation  on  Lossy  Surfaces  (CARLOS)  was  utilized  for  the  bulk  of  the  modelling  effort.  CARLOS 
implements  the  method  of  moments  solution  for  fuUy  arbitrary  three-dimensional  complex  scatterers  [9]. 
These  solutions  were  obtained  for  perfectly  electrically  conducting  bodies  as  well  as  fully  or  partially 
penetrable  ones.  The  electromagnetic  scattering  formulation  is  based  on  surface  integral  equations 
spanning  the  entire  external  surface  of  the  body  and  the  internal  boundaries  between  penetrable  and 
perfectly  electrically  conducting  regions.  All  of  the  surface  integral  equation  formulations,  whether  for 
perfectly  electrically  conducting  or  penetrable  bodies,  are  derived  from  the  Stratton-Chu  [10]  and  Maue 
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[11]  formulations.  These  implicitly  satisfy  the  Sommerfeld  radiation  condition  at  infinity.  This  results  in 
a  rigorous  theoretical  formulation  for  all  of  the  foregoing  classes  of  problems  with  the  computational 
domain  terminated  at  the  outer  surface  of  the  scatterer.  This  is  in  contrast  to  partial  differential  equation 
solvers  of  Maxwell’s  equations  where  either  the  computational  domain  must  be  extended  beyond  the 
outer  surface  of  the  scatterer  or  various  approximate  on-surface  or  off-surface  boundary  conditions  must 
be  imposed  [12]. 

3-1.2  Butt  .Toint  Analysis 

The  butt-joint,  one  of  the  primary  structural  joining  configurations,  consists  of  two  outer  mold  line 
skins  butted  together  and  mechanically  fastened  to  a  common  substracture.  From  a  corrosion  standpoint, 
attention  must  be  paid  to  the  joint  area  and  the  gap  between  the  outer  mold  line  skins  and  the  substructure. 
Based  on  these  concerns,  a  model  structure  was  developed  for  CARLOS  where  RF  magnetic  field 
behavior  could  be  evaluated  as  functions  of  both  joint  gap  width  and  plate  spacing  between  surface  and 
substructure.  This  model  is  shown  schematically  in  Figure  3.1.2-1.  In  this  model,  a  single-loop,  0.1  inch 


Figure  3.1. 2-1.  Butt-Joint  Structure/Surface  Coil  Configuration  For  RF  Magnetic  Field  Modelling. 
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diameter  coil  was  oriented  such  that  the  RF  magnetic  field  was  aligned  parallel  to  the  joint.  This 
orientation  allows  for  maximum  penetration  of  the  RF  magnetic  field.  The  overall  length  of  the  structure 
was  chosen  so  that  edge  effects  would  be  minimized  and  terminations  would  not  be  necessary.  In  order  to 
compliment  experimental  data,  all  calculations  were  made  at  a  fixed  frequency  of  85  MHz  (2.0  Tesla  for 
hydrogen). 

For  the  first  set  of  calculations,  the  joint  gap  widths  chosen  for  analysis  ranged  from  a  maximum  of 
0.020  inches  to  a  minimum  of  0.(K)1  inches  with  a  fixed  plate  spacing  of  0.010  inches.  The  results  of  the 
variable  joint/fixed  plate  spacing  analysis  is  shown  in  Figure  3. 1.2-2.  The  normalized  (to  the  excitation 
field)  RF  magnetic  field  intensity  is  plotted  as  a  function  of  distance  along  the  structure  using  a  four  inch 
window  centered  around  the  joint.  The  results  indicate  that  RF  magnetic  field  is  present  in  the  joint  and  a 
short  distance  beneath  the  outer  mold  line  skins.  The  field  essentially  dies  out  0.5  inches  on  either  side  of 
the  joint  It  was  interesting  to  note  that  the  intensity  varied  little  as  a  function  of  gap  width  in  the  range 
chosen.  The  data  in  Figure  3. 1.2-3  show  a  set  of  calculations  where  the  joint  gap  width  was  held  constant 
at  0.010  inches  and  the  plate  spacing  was  varied  from  0.005  to  0.020  inches.  Here  again,  the  results  show 
that  even  at  plate  spacings  down  to  0.005  inches,  RF  magnetic  field  is  present  Also,  much  like  the 
variable  joint  gap  width  analysis,  the  field  intensity  out  to  0.5  inches  on  either  side  of  the  gap  changed 
little  as  a  function  of  plate  spacing.  Calculations  with  plate  spacings  down  to  0.001  inches  were 
attempted;  however,  the  effects  of  Greens  Theorem  at  extremely  small  plate  spacings  resulted  in 
“no  solution.” 
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Figure  3.1 .2-2.  RF  Magnetic  Field  Modelling  Results  For  Variable  Joint  Width  in  a  Butt-Joint 
Structure  (Plate  Spacing  =  0.01 0  in  ^Frequency  =  85  MHz). 
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Figure  3.1 .2-3.  RF  Magnetic  Field  Modelling  Results  For  Variable  Plate  Spacing  in  a  Butt-Joint 
Structure  (Joint  Gap  Width  =  0.01 0  iniFrequency  =  85  MHz). 
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In  addition  to  gaps  and  plate  spacings,  the  effects  of  grounding  (top  shield  planes)  were  analyzed 
relative  to  the  butt-joint  structure.  In  the  calculation  shown  in  Figure  3. 1 .2-4,  the  joint  gap  width  was 
0.020  inches  and  the  plate  spacing  was  0.005  inches.  The  two  sets  of  data  show  the  RF  magnetic  field 
behavior  in  the  vicinity  of  the  joint  in  cases  where  the  structure  is  grounded  and  ungrounded.  The  results 
show  that  the  grounded  case  yields  consistently  higher  intensity  fields  in  the  vicinity  of  the  joint.  This 
effect  was  due  to  the  ground  plane  acting  as  a  reflector  of  energy,  thereby  intensifying  the  RF  magnetic 
field  at  and  near  the  joint. 


Figure  3.1. 2-4.  RF  Magnetic  Field  Modelling  Results  Showing  Effects  of  Grounding  Relative  to  a 
Butt-Joint  Structure  (Plate  Spacing  =  0,020  in./Joint  Gap  Width  =  0.005  inTFrequency  =  85  MHz). 
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3.1.3  Lap  Joint  Analysis 


Another  of  the  primary  structural  joining  configurations  is  the  lap  joint.  From  a  corrosion  standpoint, 
attention  must  be  paid  to  the  gap  in  the  overlap  region  as  a  potential  source  for  moisture  intrusion. 
Similar  to  the  butt  joint  analysis  described  previously,  a  model  was  developed  for  the  lap  joint 
configuration.  This  model  is  shown  schematically  in  Figure  3.1.3-1.  Like  the  butt-joint  model,  a 
single-loop,  0.1  inch  diameter  coil  was  oriented  such  that  the  RF  magnetic  field  was  aligned  parallel  to 
the  joint.  The  overall  length  of  the  structure  was  chosen  so  that  edge  effects  would  be  minimized  and 
terminations  would  not  be  necessary.  All  calculations  were  made  at  a  fixed  frequency  of  85  MHz  (2.0 
Tesla  for  hydrogen). 


—120  in.- 

Top  View 


Figure  3.1 .3-1.  Lap-Joint  Structure/Surface  Coll  Configuration  For  RF  Magnetic  Field  Modelling. 
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A  set  of  calculations  were  made  for  the  lap  joint  model  where  the  overlap  spacing  ranged  from  0.010 
to  0.020  inches,  the  results  of  which  are  shown  in  Figure  3. 1.3-2.  Attempts  were  made  using  smaller 
overlap  spacings;  however,  similar  to  the  butt  joint  calculations,  the  effects  due  to  Green’s  Theorem  at 
extremely  small  spacings  resulted  in  no  solution.  At  spacings  between  0.010  and  0.020  inches,  the  results 
were  remarkably  consistent..  In  fact,  at  0.5  inches  away  from  the  joint,  the  RF  magnetic  field  intensities 
were  equivalent  to  those  identified  for  the  butt  joint  (approximately  28%  of  the  RF  magnetic  field 
intensity  at  the  joint). 
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Figure  3.1 .3-2.  RF  Magnetic  Field  Modelling  Results  For  Variable  Overlap  Spacing 
in  a  Lap-Joint  Structure  (Frequency  =  85  MHz). 
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3.1.4  Fastener  Hole  Evaluation 

The  third  area  of  concern  from  a  moisture  intrusion  or  corrosion  standpoint  is  the  fastener  hole. 
Moisture  intrusion  and  corrosion  frequently  occur  in  gaps  between  fastener  and  fastener  hole.  A  simple 
model,  shown  schematically  in  Figure  3. 1.4-1,  was  developed  to  simulate  these  conditions.  A 
single-loop,  0.01  inch  diameter  coil  was  oriented  such  that  the  RF  magnetic  field  was  aligned  parallel  to 
the  joint  A  circular  structure  was  chosen  so  that  edge  effects,  if  any  would  not  be  preferential  to  any  one 
orientation.  The  overall  dimension  was  chosen  so  that  edge  effects  would  be  minimal.  A  circular  gap  of 
0.006  inches  was  used  to  simulate  an  arbitrary  gap  between  fastener  hole  of  0.800  inches  and  a  fastener. 
The  plate  spacing  was  chosen  to  be  0.030  inches.  All  calculations  were  made  at  a  fixed  frequency  of  85 
MHz  (2.0  Tesla  for  hydrogen). 


Top  View 
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Figure  3.1 .4-1.  Fastener  Hole  Structure/Surface  Coil  Configuration  For  RF 

Magnetic  Field  Modelling. 
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Calculations  were  made  relative  to  the  fastener  hole  model  described  previously.  The  results  in  Figure 
3. 1.4-2  were  obtained  by  varying  the  fastener  hole  diameter  and  keeping  the  surface  coil  diameter 
constant.  The  results  show  a  negligible  change  in  RF  magnetic  field  intensity  as  a  function  of  hole 
diameter  (in  the  range  evaluated).  A  complementary  calculation  was  made  by  holding  the  fastener  hole 
diameter  constant  at  0.8  in.  and  varying  the  surface  coil  diameter.  The  results  in  Figure  3.1.4-3  show  that 
the  smaller  coil  diameter  (0.1  in.)  produces  magnetic  fields  that  fall  off  slower  than  those  for  the  larger 
coil.  At  a  distance  of  one  inch  away  from  the  center  of  the  hole,  the  difference  is  about  50%.  The  key 
result  obtained  fi-om  this  evaluation  was  that  with  the  circular  geometry  and  gaps  comparable  to  those 
used  for  the  joint  models,  the  RF  magnetic  field  still  penetrates  into  the  gap. 
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Figure  3.1 .4-2.  RF  Magnetic  Field  Modelling  Results  for  Variable  Fastener  Hole  Diameter  (Plate 
Spacing  =  0.030  in./Gap  =  0.006  inVFrequency  =  85  MHz). 
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3.2  Simple  Structure  RF  Magnetic  Field  Evaluation 

In  order  to  verify  the  RF  magnetic  field  modelling  results,  a  set  of  simple  structures  were  fabricated  to 
simulate  structural  configurations  commonly  found  on  airframes.  These  simple  structures  consisted  of  a 
butt-joint,  lap  joint  and  fastener  configurations.  The  measurements  were  made  using  the  2.0  Tesla 
electromagnet  at  a  frequency  of  85  MHz  for  hydrogen  NMR.  A  shielded  surface  coil  was  placed  close  to 
the  surface  of  the  structure  with  the  magnetic  field  oriented  parallel  to  surface  for  all  structures.  For  the 
joint  structures,  the  magnetic  field  was  oriented  parallel  to  the  joint  as  well.  The  experimental 
configuration  is  shown  in  Figure  3.2-1. 


GPM-OSSS-II-VB 


Figure  3.2-1 .  Experimental  Configuration  For  RF  Magnetic  Field  Evaluations. 


57 


3^.1  Butt  Joint  Configuration 


A  simple  structure  was  constructed  out  of  2024  sheet  aluminum  to  represent  a  butt-joint.  The  structure 
design  is  shown  schematically  in  Figure  3.2. 1-1  and  pictorially  in  Figure  3.2. 1-2.  The  structure  was 
created  in  a  flexible,  modular  fashion  that  allows  the  experiment  to  vaiy  both  the  joint  gap  width  and 
spacing  between  the  outer  mold  line  (OML)  skins  and  substructure.  In  addition,  inspection  coils,  tuning 
elements  and  static  field  monitoring  devices  could  be  changed  quickly. 


Figure  3.2.1 -1.  Schematic  Representation  of  Butt-Joint  Simple  Structure  Developed 

For  RF  Magnetic  Field  Evaluation. 
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Figure  3.2.1 -2.  Photograph  of  Butt-Joint  Simple  Structure. 

RF  field  strength  was  measured  using  NMR  on  a  specimen  placed  in  the  butt-joint.  The  NMR 
experiment  performed  was  a  two  pulse  sequence.  The  nuclear  magnetization  present  after  the  first 
pulse  was: 

M(pulse  width)  =  MoCos(pulse  width  x  RF  field  strength  x  y)  (8) 

where  Mo  is  the  initial  magnetization,  y  is  the  gyromagnetic  ratio  and  Avi  represents  the  inhomogeneity  in 
the  magnetic  field.  The  size  of  the  signal  after  the  second  pulse  was  proportional  to  the  nuclear 
magnetization  after  the  first  pulse.  By  finding  the  first  zero  crossing  in  the  amplitude  of  the  signal  after 
the  second  pulse,  it  is  easy  to  determine  the  RF  field  strength  at  the  NMR  specimen. 

Initial  work  with  the  butt-joint  simple  structure  was  performed  with  a  solenoidal  coil  whose  axis  was 
oriented  parallel  to  the  butt-joint  gap.  The  solenoidal  coil  had  an  inner  diameter  of  0.2  inches,  a  length  of 
0.25  inches  and  6.5  turns.  The  specimen  used  to  evaluate  the  RF  field  was  a  small  capillary  tube  (0.040 
inch  iimer  diameter)  of  water  held  in  a  Teflon  specimen  holder,  From  the  center  of  the  coil  to  the  center 
of  the  specimen  holder  was  a  distance  of  0.3125  inches.  The  specimen  was  moved  from  directly  under 
the  joint  gap  to  0.4  inches  from  the  center  of  the  gap.  The  plate  spacing  was  held  constant  at  0. 1 20 
inches,  while  the  joint  gap  was  varied  from  0.012  to  0.100  inches.  The  data  collected  are  shown  in  Figure 
3.2.1-3.  The  data  contained  in  this  plot  can  be  compared  with  the  modelling  data  shown  in  Figure 


59 


3. 1.1 -2.  Qualitatively,  both  sets  of  data  show  that  the  amount  of  RF  that  penetrates  into  the  butt  joint 
decreases  as  the  distance  away  from  the  joint  increases.  Quantitatively,  there  are  differences  which  may 
possibly  be  attributed  to  source  size,  grounding  conditions  and/or  two  dimensional  modelling 
calculations. 


Distance  From  Center  of 
Butt  Joint  Gap  (in.) 

GF>54.0893.58-VB 

Figure  3.2.1 -3.  RF  Magnetic  Field  Penetration  Data  Collected  Using  a  Solenoidai 
Coil  With  Joint  Gap  Widths  Ranging  From  0.01 2  to  0.1 00  in.  (2.0  Tesla/85  MHz). 

As  shown  in  the  schematic  in  Figure  3.2. 1-1,  there  were  eight  screws  that  connected  the  substructure 
to  the  outer  mold  line  skins.  The  data  shown  in  Figure  3.2.1  were  collected  with  the  brass  screws 
connecting  the  OML  skins  to  the  substructure,  thereby  grounding  the  OML  skins.  To  simulate  conditions 
where  no  grounding  was  present,  nylon  screws  were  used  to  connect  the  structure.  Figure  3.2. 1-4 
presents  data  collected  in  both  grounded  and  ungrounded  conditions.  The  results  show  a  slight  increase  in 
RF  field  intensity  for  the  grounded  condition.  The  change  was  less  dramatic  than  was  revealed  in  the 
modelling  exercise.  A  possible  explanation  for  this  may  be  that,  for  the  experimental  conditions,  the 
structure  was  not  ideally  grounded.  For  the  respective  model,  ideal  grounding  was  the  case. 
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Figure  3.2.1-4.  Plot  of  RF  Magnetic  Reid  as  Functions  of  Joint  Gap  Width 

and  Grounding  Condition. 

A  long  solenoidal  coil  generates  an  RF  field  that  is  parallel  to  its  axis,  but  which  is  located  primarily 
inside  the  cod  windings.  By  winding  a  coil  in  the  shape  of  a  “figure-eight,”  it  is  possible  to  generate  an 
RF  field  pattern  that  has  a  larger  amount  of  the  RF  field  external  to  the  coil.  In  addition,  the  RF  field 
projected  toward  the  butt-joint  gap  by  the  figure-eight  coil  is  larger  than  the  RF  field  projected  by  the 
solenoidal  coil.  Both  solenoidal  and  figure-eight  coils  are  pictured  in  Figure  3.2. 1-5.  A  figure-eight  coil 
was  wound  with  two  complete  turns,  each  with  a  diameter  of  0.4375  inches.  It  was  placed  such  that  the 
bottom-most  winding  was  0.25  inches  from  the  center  of  the  water  specimen  holder.  A  comparison  of  the 
RF  fields  generated  by  the  figure-eight  coil  and  the  solenoidal  coil  is  shown  in  Figure  3.2. 1-6.  As  can  be 
seen,  the  figure-eight  coil  projects  an  RF  field  into  the  butt-joint  gap  with  an  intensity  approximately  3.5 
times  as  large  as  the  RF  field  projected  for  the  solenoidal  coil.  In  other  words,  the  figure-eight  coil  is  a 
better  transmission  antenna;  by  a  well  known  reciprocity  theorem,  it  is  a  better  receiving  antenna  as  well. 


Distance  Away  From  Center  of  Butt  Joint  Gap  (Inches) 
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Figure  3.2.1 -5.  Coils  Used  for  RF  Magnetic  Field  Evaluation:  (a)  Solenoidal  Coil 

and  (b)  Figure-Eight  Coll. 
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Figure  3.2.1-6.  RF  Magnetic  Field  Intensity  as  a  Function  of  Coil  Geometry. 
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The  butt-joint  simple  structure  was  modified  in  order  to  decrease  the  gaps  so  that  the  structure  was 
more  representative  of  actual  conditions.  The  water  specimen  was  replaced  with  a  latex  rectangle  (0.2  x 
0.5  X  0.002  inches).  Latex  produces  a  convenient  hydrogen  NMR  signal  with  a  long  spin-spin  relaxation. 
The  spacing  between  the  OML  and  the  substructure  was  approximately  0.006  inches,  with  a  joint  gap 
width  of  0.012  inches.  For  this  tight  tolerance  evaluation,  the  figure-eight  coil  was  used.  The  RF 
magnetic  field  strength  was  measured  at  three  points:  (1)  with  the  latex  directly  under  the  joint;  (2)  with 
the  latex  center  0.2  inches  from  the  joint;  and  (3)  with  the  latex  center  0.4  inches  from  the  joint  The  data 
collected  are  shown  in  Figure  3.2. 1-7.  The  results  show  that  even  with  these  tight  spacings,  RF  magnetic 
field  does  penetrate  to  a  certain  extent.  Once  again,  the  data  agree  qualitatively  with  modelling  results 
shown  in  Figure  3. 1.1 -2  in  that  the  RF  field  decreases  as  the  distance  away  from  the  gap  increases. 


Position  of  Sample  Behind 
Top  Shield  Plate  Away  From  Joint  (in.) 
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Figure  3.2.1 -7.  RF  Magnetic  Field  Intensity  Evaluated  Using  Figure-Eight  Coil 
and  Joint  Gap  Width  of  0.006  in. 
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and  pictorially  in  Figure  3.2.2-2.  The  structure  was  constructed  using  2024  sheet  aluminum  and  was 
designed  to  contain  nine  brass  screws  to  simulate  an  array  of  rivets  near  the  joint.  The  array  was  inset 
from  the  edge  of  the  lap  joint  by  0.5  inches.  Since  extremely  small  gaps  in  the  overlap  area  were 
required,  a  latex  rubber  sheet  was  used  as  the  hydrogen-bearing  specimen  in  this  evaluation.  The  0.002 
inch  thick  latex  sheet  was  cut  to  dimensions  of  0.1  x  0.5  inches.  The  specimen  was  placed  in  three 
positions:  (1)  half-covered  by  the  overlapping  plate  in  the  joint;  (2)  specimen  center  0.1  inches  from  the 
edge  of  the  lap  joint  and  (3)  specimen  center  0.3  inches  from  the  edge  of  the  joint.  Like  the  butt-joint 
analysis,  the  NMR  measurements  were  performed  in  the  2.0  Tesla  electromagnet,  which  for  hydrogen 
NMR,  corresponds  to  a  frequency  of  85  MHz. 


^-VB 


Figure  3.2.2-2.  Photograph  of  Lap-Joint  Simple  Structure. 

The  RF  magnetic  field  data  relative  to  the  three  specimen  positions  in  the  joint  are  shown  in  Figure 
3.2.2-3.  The  results  show  that  the  RF  magnetic  field  decreases  as  the  specimen  is  moved  underneath  the 
overlapping  sheet  of  metal.  As  was  noticed  for  the  butt  joint  analysis,  the  experimental  data  agree 
qualitatively  with  the  modelling  results;  however,  the  experimental  results  show  that  RF  magnetic  field 
intensity  detected  under  the  overlap  is  consistently  lower  than  what  was  observed  in  the  modelling 
exercises.  Explanations  for  the  lap  joint  inconsistencies  between  theory  and  experiment  are  believed  to 
be  consistent  with  those  identified  for  the  butt-joint 
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Figure  3.2.2-3.  RF  Magnetic  Field  Intensity  Detected  as  a  Function  of  Distance 
From  the  Edge  of  the  Overlap  in  the  Lap  Joint  Simple  Structure. 

3.2.3  Fastener  Configuration 

The  behavior  of  the  RF  magnetic  field  around  fasteners  was  the  third  consideration  from  an  airframe 
structure  standpoint.  Two  types  of  fasteners  are  typically  encountered:  Flush  head  and  protruding  head. 
With  this  in  mind,  two  simple  structures  were  fabricated:  One  with  a  countersunk  hole  containing  a  flush 
head  fastener  and  one  with  a  standard  hole  containing  a  protmding  head  fastener.  These  simple  structures 
are  shown  schematically  in  Figure  3. 2.3-1  and  pictorially  in  Figure  3.2.3-2.  The  structures  were 
fabricated  from  7075  aluminum  and  contained  titamum  alloy  fasteners.  For  each  case,  vacuum  grease 
was  used  as  the  hydrogen  bearing  material  needed  to  evaluate  RF  magnetic  field  penetration.  Vacuum 
grease  has  a  long  spin-spin  relaxation  and  is  easy  to  place  on  and  subsequently  clean  off.  The 
measurements  were  performed  using  the  2.0  Tesla  electromagnet,  which  corresponds  to  a  hydrogen  NMR 
frequency  of  85  MHz. 
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Figure  3.2.3-1.  Schematic  Representations  of  Fastener  Hole  Simple  Structures 
Developed  for  RF  Magnetic  Field  Evaluation. 
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Figure  3.2.3-2.  Photograph  of  Fastener  Hole  Simple  Structures:  Flush  Head  Fastener 
(Left)  and  Protruding  Head  Fastener  (Right). 

Flush  Head  Fastener:  An  NMR  signal  was  obtained  from  the  background  hydrogen  present  in  the 
probe  and  on  the  aluminum  plate  with  the  countersunk  hole.  These  data  are  shown  in  Figure  3.2.3-3  and 
are  labeled  “no  grease/no  fastener.”  The  signal  resulted  from  40  acquisitions  made  with  the  external  2.0 
Tesla  field.  After  the  background  signal  was  obtained,  a  thin  film  of  vacuum  grease  was  placed  around 
the  bore  of  the  fastener  hole  and  a  second  NMR  signal  was  obtained.  This  signal  is  denoted  as  “grease/no 
fastener”  in  Figure  3.2.3-3.  A  titanium  hi-lok  flush  head  fastener  was  inserted  into  the  hole  and  a  third 
NMR  measurement  was  made.  This  signal  is  identified  in  Figure  3.2.3-3  as  “grease/fastener.”  The 
hydrogen  NMR  signal  is  clearly  visible,  both  with  and  without  the  fastener  present.  The  signal  height 
does  not  change  appreciably  with  the  fastener  installed;  however,  the  signal  duration  (or  apparent  T2*  of 
the  vacuum  grease)  decreases  dramatically.  The  decrease  in  T2  is  due  to  an  increase  in  the  external 
magnetic  field  inhomogeneity.  As  was  presented  in  Section  2.3.6,  the  titanium  fastener  shows  slight 
magnetic  behavior  (paramagnetic).  This  phenomenon  can  be  seen  here  as  it  distorts  the  static  external 
magnetic  field  in  its  vicinity,  which  causes  a  reduction  in  the  signal  duration. 
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Figure  3.2.3-3.  Comparison  of  Hydrogen  NMR  Signals  From  Flush  Head  Fastener  Hole  Evaluation. 


Protruding  Head  Fastener:  NMR  data  collected  on  the  specimen  containing  the  protruding  head 
fastener  is  presented  in  Figure  3.2.3-4.  The  hydrogen  NMR  signal  from  the  vacuum  grease  is  clearly 
visible,  both  with  and  without  the  fastener  present  The  primary  result  from  fastener  installation  is  the 
reduction  of  the  duration  of  the  vacuum  grease  NMR  signal.  Because  the  decrease  in  the  NMR  signal 
duration  (apparent  T2)  is  even  greater  with  the  protruding  head  fastener,  it  is  reasonable  to  conclude  that 
the  fastener  used  here  is  more  paramagnetic  than  the  flush  head  fastener  used  for  the  corresponding 
investigation.  One  explanation  for  this  may  be  that  the  protruding  head  fastener  was  made  from  a 
'I1-6A1-4V  alloy  higher  in  iron  impurity  content  Another  might  be  the  geometry  of  the  protruding 
fastener  head. 
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Figure  3.2.3-4.  Comparison  of  Hydrogen  NMR  Signals  From  Protruding  Head 

Fastener  Hole  Evaluation. 


In  both  cases,  the  experiments  revealed  that  RF  magnetic  field  is  detectable  around  installed  fasteners. 
Although  the  RF  magnetic  field  modelling  around  fastener  holes  did  produce  favorable  results,  it  is  not 
practical  to  directly  compare  the  two  sets  of  data  since  the  experimental  conditions  differed  somewhat 
from  the  model  established  for  fastener  holes.  In  another  matter,  while  the  titanium  alloy  fasteners  may 
shorten  the  NMR  signal  of  materials  nearby,  the  hydrogen  NMR  signal  from  aluminum  corrosion  will  not 
be  affected  as  much  as  signals  from  grease  and  water.  This  is  due  to  the  fact  that  aluminum  corrosion 
products  have  a  much  shorter  spin-spin  relaxation  than  water.  It  is  important  to  point  out  that  these 
results  do  show  that  RF  will  penetrate  into  and  out  of  a  fastener  hole  independent  of  the  presence  of 
paramagnetic  materials. 
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33  NMR  Evaluation  of  Corrosion  in  Simple  Structures 

Although  it  was  determined  that  RF  magnetic  field  does  penetrate  into  gaps,  joints  and  holes  to  certain 
extents,  the  question  still  remained  regarding  the  detection  of  corrosion  signals  emanating  from  these 
areas.  To  determine  this,  the  simple  structures  fabricated  for  the  RF  magnetic  field  experiments  were 
used  again  with  corrosion  product  selectively  placed  or  with  areas  selectively  exposed  to  an  SO2 
environment  for  a  period  of  time.  The  measurements  were  made  using  the  2.0  Tesla  electromagnet  at  a 
frequency  of  85  MHz  for  hydrogen  NMR. 

33.1  Butt  .Toint  Configuration 

The  butt  joint  simple  structure  was  reconfigured  with  a  joint  gap  width  of  0.090  inches  and  a  plate 
spacing  of  0. 120  inches.  The  larger  plate  spacing  was  needed  in  order  to  accommodate  a  Teflon  specimen 
holder.  A  small  amount  of  aluminum  corrosion  product  removed  from  a  2024-T3  panel  exposed  for  336 
hours  was  placed  in  the  specimen  holder.  The  corrosion  product  covered  an  area  of  0.5  x  0.5  inches .  The 
specimen  holder  was  subsequently  placed  in  two  positions  relative  to  the  joint:  (1)  directly  beneath  the 
joint  and  (2)  so  that  the  edge  of  the  specimen  was  0.25  inches  away  from  the  joint  and  completely 
covered  by  the  OML  skin.  The  corrosion  signal  was  acquired  using  a  saturate-wait-inspect  ptdse 
sequence.  The  saturation  pulse  was  2.0  ms  and  the  wait/recovery  time  was  10  ms.  When  the  corrosion 
specimen  was  placed  directly  beneath  the  gap,  the  inspection  pulse  was  20  jxs;  when  the  specimen  was 
under  the  OML  skin,  an  inspection  pulse  of  60  p,s  was  used.  The  data  collected  are  shown  in  Figure 
3.3.1-1.  It  can  be  seen  from  these  results  that  the  sensitivity  to  corrosion  decreases  dramatically  when  the 
corrosion  specimen  is  placed  under  the  OML  skin.  Even  though  the  RF  magnetic  field  penetrates  further, 
the  signal/noise  requirements  for  detection  of  a  corrosion  signal  are  not  such  that  it  can  be  reliably 
detected  beyond  0.25  inches  into  the  structure. 
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Figure  3.3.1 -1.  Comparison  of  Hydrogen  NMR  Signals  From  Corrosion  Product 
in  Butt-Joint  Simple  Structure  (2.0  Tesla/85  MHz). 


33.2  Fastener  Confi^ratinn 


Fastener  plates  identical  in  dimension  and  configuration  to  those  used  for  the  RF  magnetic  field 
modelling  were  used.  However,  to  evaluate  the  ability  to  detect  a  corrosion  signal,  the  structures  were 
masked  with  only  the  fastener  holes  exposed  and  placed  in  an  SO2  environment  for  a  48  hour  period.  In 
both  cases,  the  holes  themselves  were  completely  corroded.  Some  corrosion  was  noticed  around  the 
fastener  holes  outside  of  the  hole  areas.  The  bleed-out  was  more  severe  for  the  countersunk  hole  than  for 
the  standard  hole. 


ELush,  Head.Fastener:  The  corroded  plate  with  the  countersunk  fastener  hole  was  evaluated  and 
c  -  I  ipared  to  the  plate  used  for  the  RF  magnetic  field  evaluation  (no  corrosion).  The  corroded  fastener 
hole  for  the  flush  head  fastener  is  shown  in  Figure  3.3.2- 1.  These  signals  were  acQuired  using  the 
figure-eight  coil  and  a  saturate-wait-inspect  pulse  sequence.  The  saturation  pulse  was  2.0  ms,  the 
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recovery  time  was  1.0  ms  and  the  inspection  pulse  was  5  ps.  Transients  numbering  10,000  were  acquired 
and  signal  averaged.  If  this  inspection  were  performed  in  a  manner  of  rapid  repetition  instead  of 
saturate-inspect,  the  total  experiment  time  would  be  20  seconds.  Signals  were  acquired  from  the  corroded 
region  of  the  plate  with  and  without  the  fastener  installed.  Signals  were  also  collected  from  the  baseline 
with  the  fastener  installed.  The  data  are  presented  in  Figure  3.3.2-2.  From  these  data,  it  can  be  seen  that 
the  flush  head  titanium  fastener  has  a  non-negligible  magnetic  susceptibility  and  slightly  decreases  the 
duration  of  the  hydrogen  signal  emanating  from  the  aluminum  corrosion  product  However,  the  signal 
intensity  is  not  much  less  with  the  fastener  in  place  than  without  the  fastener  present.  As  a  result  it  can  be 
concluded  that  corrosion  can  be  detected  around  corroded  flush  head  fasteners.  For  this  case,  since  a 
significant  amount  of  corrosion  was  noticed  around  the  hole,  it  has  to  be  assumed  that  the  bulk  of  the 
signal  comes  from  corrosion  around  the  hole,  not  necessarily  in  the  hole  itself. 


Figure  3.3.2-1.  Photograph  of  Corrosion  Around  Countersunk  Fastener  Hole  in  Flush  Head 

Fastener  Hole  Simple  Structure. 


73 


Figure  3.3.2-2.  Comparison  of  Hydrogen  NMR  Signals  From  Corrosion  With  and  Without  Flush 
Head  Fastener  Installed  (Pulse  Sequence:  Saturate-Recover>lnspectfRecovery  Time:  1  ms/10,000 

Signal  Averages/2.0  Tesla/85  MHz). 

Prptmding  Head  Fastcncn  The  corroded  plate  with  the  protruding  head  fastener  hole  was  evaluated 
and  compared  to  the  plate  used  for  the  RF  magnetic  field  evaluation  (no  corrosion).  The  corroded 
fastener  hole  for  the  protruding  head  fastener  is  shown  in  Figure  3.3.2-3.  A  similar  data  acquisition 
procedure  was  used  for  the  protruding  head  fastener  with  the  results  shown  in  Figure  3.3.2-4.  As  was 
observed  when  the  signals  were  acquired  during  the  RF  magnetic  field  analysis,  the  protruding  head 
fastener  has  a  greater  effect  on  magnetic  field  homogeneity  (and  hence,  shortening  the  corrosion  NMR 
signal  duration)  than  did  the  flush  head  fastener.  It  appears  that  the  protruding  head  fastener  has  a  greater 
magnetic  susceptibility  than  does  the  flush  head  fastener.  Nevertheless,  it  was  still  possible  to  obtain  the 
NMR  signal  from  corrosion  around  the  fastener  hole  with  the  fastener  installed.  In  this  case,  it  may  be 
as^"med  that  most  of  the  signal  emanated  from  corrosion  under  the  fastener  head.  Even  though  this 
sp  imen  had  surface  corrosion  around  the  fastener,  most  of  it  was  subsequently  covered  by  the  fastener 
head  upon  installation.  Based  on  this  observation,  it  may  be  concluded  that  most  of  the  signal  pmanatpA 
from  corrosion  under  the  fastener  head. 
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Figure  3.3.2-3.  Photograph  of  Corrosion  Around  Fastener  Hole  in  Protruding 
Head  Fastener  Hole  Simple  Structure. 


Figure  3.3.2-4.  Comparison  of  Hydrogen  NMR  Signals  From  Corrosion  With  and  Without 
Protruding  Flush  Head  Fastener  Installed  (Pulse  Sequence:  Saturate-Recover-lnspect/Recovery 
Time:  1  ms/1 0,000  Signal  Averages/2.0  Tesla/85  MHz). 
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33J3  Corrosion  Under  Included  Materials 


In  order  to  determine  the  ability  to  detect  corrosion  under  included  materials,  two  6.0  x  6.0  inch  2024 
sheet  aluminum  specimens  were  fabricated.  These  specimens  are  shown  in  Figme  3.3.3-1  with  paint, 
primer  and  sealant  overlays.  One  of  the  sheet  aluminum  specimens  was  used  as  a  standard  and  the  other 
was  exposed  in  an  SO2  environment  for  336  hours.  Both  of  these  specimens  were  evaluated  using  a 
figure-eight  surface  coil  in  a  static  field  of  2.0  Tesla.  The  pulse  sequence  used  was 
saturate-recover-inspect  with  a  2.0  ms  saturation  pulse,  a  recovery  time  of  5  ms  and  an  inspection  pulse  of 
10  ps.  The  data,  shown  in  Figure  3.3.3-2,  compare  the  signal  acquired  from  the  corroded  aluminum  sheet 
to  the  signal  acquired  firom  the  baseline  aluminum  standard.  Signal  averaging  of  4000  transients  was 
performed.  If  this  experiment  was  performed  using  a  quick  repetition  method  instead  of  the 
saturate-inspect  method,  signal  averaging  would  last  for  approximately  24  seconds.  The  technique  clearly 
discriminates  between  corrosion  and  sheet  metal  with  no  corrosion.  In  Section  2.3.5,  the  results  of  the 
included  material  analysis  showed  that  it  may  be  possible  to  discriminate  between  a  corrosion  signal  and 
other  hydrogen  bearing  materials.  To  validate  this  assertion,  sheets  of  paint  (MIL-C-83286)  and  primer 
(MIL-P-85582)  were  placed  between  the  sheet  aluminum  standards  and  the  surface  coil.  The  Hgta 
collected  using  a  2.0  Tesla  external  magnetic  field  are  shown  in  Figures  3.3.3-3  and  3.3.3-4  for  the  paint 
application  and  primer,  respectively.  From  these  data,  it  is  clear  that  the  corrosion  signal  can  be  clearly 
discriminated  from  paint  or  primer  on  the  surface. 
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Figure  3.3.3-1.  Photograph  of  Baseline  and  Corroded  Aluminum  Sheets 
With  Paint,  Primer  and  Sealant  Overlays. 
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Figure  3.3.3-2.  Comparison  of  Hydrogen  NMR  Signals  From  Baseline  Sheet  and  Corroded  Sheet 
Aluminum  Simulating  Surface  Corrosion  (Pulse  Sequence:  2.0  ms  Saturate-5.0  ms 
Recover-lnspecV4,000  Signal  Averages/2.0  Tesla/85  MHz). 
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Figure  3.3.3-3.  Comparison  of  Hydrogen  NMR  Signals  From  Baseline  Sheet  and  Corroded  Sheet 
Aluminum  Simulating  Surface  Corrosion  Under  Paint  (Pulse  Sequence:  2.0  ms  Saturate-5.0  ms 
Recover-lnspect/4,000  Signal  Averages/2.0  Tesla/85  MHz). 
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Figure  3.3.3-4.  Comparison  of  Hydrogen  NMR  Signals  From  Baseline  Sheet  and  Corroded  Sheet 
Aluminum  Simulating  Surface  Corrosion  Under  Primer  (Pulse  Sequence:  2.0  ms  Saturate-5.0  ms 
Recover-lnspect/4,000  Signal  Averages/2.0  Tesla/85  MHz). 
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The  experiments  described  above  were  then  repeated  using  a  static  external  magnetic  field  of  0.5 
Tesla,  which  corresponds  to  a  hydrogen  NMR  frequency  of  21.25  MHz.  The  same  pulse  sequences  were 
used  for  this  lower  magnetic  field  evaluation;  however,  the  recovery  time  was  decreased  to  0.5  ms 
because  the  spin-lattice  relaxation  times  for  all  materials  decreases  as  the  static  external  field  is  reduced. 
The  saturation  pulse  was  2  ms  and  the  inspection  pulse  was  4  p,s.  Transients  numbering  10,000  were 
acquired  and  signal  averaged.  Using  a  quick  repetition  pulse  method,  the  required  duration  of  signal 
averaging  would  be  approximately  15  seconds.  The  low  external  magnetic  field  data  for  corrosion  on 
aluminum,  paint  on  aluminum  and  primer  on  aluminum  are  shown  in  Figures  3.3.3-5, 3.3.3-6  and  3.3.3-7, 
respectively.  The  data  shown  here  indicate  that  it  is  possible  to  detect  corrosion  on  an  aluminum  surface, 
even  at  a  relatively  low  field  (0.5  Tesla),  whether  or  not  the  surface  is  covered  by  paint  or  primer.  This 
opens  up  the  possibilities  of  detecting  nascent  corrosion  under  paint  and  primer  using  a  much  smaller 
magnet.  This  would  be  essential  if  a  system  was  to  be  developed  for  practical  inspection  applications. 
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Figure  3.3.3-5.  Comparison  of  Hydrogen  NMR  Signals  From  Baseline  Sheet  and  Corroded  Sheet 
Aluminum  Simulating  Surface  Corrosion  (Pulse  Sequence:  Saturate-0.5  ms  Recover-lnspect(0.5 

Teslay21.25  MHz). 
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Figure  3.3.3-6.  Comparison  of  Hydrogen  NMR  Signals  From  Baseline  Sheet  and  Corroded  Sheet 
Aluminum  Simulating  Surface  Corrosion  Under  Paint  (Pulse  Sequence:  Saturate-0.5  ms 

Recover-lnspect/0.5  Tesla/21.25  MHz). 
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Figure  3.3.3-7.  Comparison  of  Hydrogen  NMR  Signals  From  Baseline  Sheet  and  Corroded  Sheet 
Aluminum  Simulating  Surface  Corrosion  Under  Primer  (Pulse  Sequence:  Saturate-0.5  ms 

Recover-lnspect/0.5  Tesla/21.25  MHz). 
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4.0  CONCLUSIONS 


The  overall  objective  of  this  program  was  to  evaluate  the  capabilities  of  nuclear  magnetic  resonance 
(NMR)  as  a  tool  for  the  quantitative  assessment  of  corrosion  in  metallic  airframe  structures.  The  results 
obtained  during  this  program  indicate  that  NMR  has  potential  in  becoming  a  practical  nondestructive 
evaluation  method  for  some  aircraft  inspection  applications.  The  following  provides  detailed  assessments 
of  corrosion  sensitivity  of  NMR  and  the  feasibility  of  using  NMR  for  inspection  of  metallic  joints,  in  and 
around  fastener  holes  and  under  aircraft  coatings. 

4.1  Corrosion  Sensitivity  Using  NMR 

Both  aluminum  and  hydrogen  NMR  techniques  were  found  to  be  extremely  sensitive  to  corrosion  at 
levels  far  below  those  detectable  using  conventional  NDE  methods.  Corrosion  layer  thicknesses  between 
0.2  and  2.0  micrometers  were  detected  using  both  methods;  however,  the  hydrogen  technique  has  the 
greatest  potential  for  becoming  an  inspection  method  due  to  adequate  sensitivity  at  lower  magnetic  field 
strengths.  Also,  general  correlations  were  noted  between  NMR  signal  and  exposure  times  for  the  alloys 
investigated.  Although  this  was  encouraging,  more  work  needs  to  be  performed  to  adequately  assess  the 
ability  of  using  NMR  to  quantify  the  amount  of  corrosion  present. 

4.2  Detection  of  Corrosion  in  Joints 

Both  RF  modelling  and  experimental  verification  showed  that  the  RF  magnetic  field  does  penetrate 
gaps  in  both  butt  joint  and  lap  joint  configurations.  These  results  were  keys  to  assessing  the  feasibility  of 
detecting  corrosion  in  the  substracture.  In  addition,  the  sensitivity  was  sufficient  to  detect  corrosion 
signals  emanating  from  the  joints  and,  to  some  degree,  underneath  the  outer  mold  line  skins.  Figure  4.2-1 
presents  a  summary  of  conclusions  for  inspection  of  joints  using  NMR.  Butt  joints,  where  joint  gaps  in 
the  range  of  0.005  to  0.100  inches  are  not  uncommon,  provide  adequate  avenues  for  RF  magnetic  field 
penetration.  However,  it  was  experimentally  determined  that  a  corrosion  signal  could  only  be  reliably 
detected  up  to  0.25  inches  away  from  the  joint  Lap  joints,  which  are  typically  in  contact,  are  more 
difficult  to  evaluate  unless  corrosion  or  stmctural  loading  creates  small  gaps  (on  the  order  of  0.005 
inches)  in  the  overlap  area.  Detection  of  corrosion  in  second  or  third  layers  becomes  more  difficult  given 
the  limited  avenues  for  RF  magnetic  field  penetration. 
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Application 

Potential  for  Field/Depot 
Inspection  Technique 

Corrosion  in  Butt-Joint 

•Joint  Area 

High 

•  Under  OML  Skin  (<0.25  in) 

Moderate 

•  Under  OML  Skin  (>0.25  in) 

Low 

Corrosion  in  Lap  Joint 

•  Under  OML  Skin  (<0.25  in) 

Moderate 

•  Under  OML  Skin  (>0.25  in) 

Low 
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Figure  4.2-1.  Summary  of  Conclusions  For  Detection  of  Corrosion  in  Joints  Using  NMR 


43  Detection  of  Corrosion  Around  Fastener  Holes 

Given  the  tight  tolerances  and  fastener  material  varieties,  application  of  NMR  to  detection  of  corrosion 
around  fastener  holes  is  possible.  A  summary  of  conclusions  relative  to  inspection  for  corrosion  in  and 
around  fastener  holes  using  NMR  is  shown  in  Hgure  4.3-1.  More  than  any  other  characteristic,  the 
fastener  material  seems  to  have  the  greatest  effect  on  the  NMR  signal.  Detection  of  surface  corrosion 
around  fasteners  is  possible  if  the  fastener  materials  are  aluminum  or  titanium,  although  fitaninm 
fasteners  do  have  some  magnetic  susceptibility.  CRES  (PH13-8Mo)  fasteners,  which  are  highly 
magnetic,  render  the  measurement  ineffective  due  to  the  severe  broadening  of  the  signal  in  the  vicinity  of 
the  fastener. 
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Figure  4.3-1.  Summary  of  Conclusions  For  Detection  of  Corrosion  Around  Fasteners  Using  NMR 
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4.4  Detection  of  Corrosion  Under  Coatings 

Detection  of  nascent  corrosion  under  coatings  is  the  most  promising  of  the  applications  investigated 
relative  to  NMR.  This  potential  as  a  function  of  coating  type  is  shown  in  Figure  4-4-1.  Paints  and 
primers,  although  they  are  both  hydrogen  bearing  materials,  do  not  inhibit  corrosion  signals  emanating 
from  underneath  these  coatings.  Epoxy-based  adhesives  do  not  inhibit  NMR  corrosion  signal  detection. 
Sealants,  however,  do  have  relatively  short  free  induction  decay  times,  but  with  the  use  of  inversion 
recovery  sequences,  the  corrosion  signal  may  be  detected  with  no  signal  from  the  sealant.  The  one 
coating  material  that  renders  NMR  ineffective  is  magnetic  radar  absorbing  material  (MagRAM).  Much 
like  the  CRES  fasteners,  an  NMR  signal  in  the  presence  of  MagRAM  will  be  broadened  to  the  point  that 
it  cannot  be  detected. 
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Figure  4.4-1.  Summary  of  Conclusions  For  Detection  of  Corrosion  Under  Coatings  Using  NMR 

4.5  Environmental/Economic  Considerations 

To  facilitate  an  NMR  system  for  field  or  depot  inspections,  the  effects  of  the  system  on  the 
environment  must  be  addressed.  Stray  field  effects  firom  the  magnet  pose  the  greatest  concern  relative  to 
field  operations.  Magnetic  field  strengths  in  excess  of  0.3  mT  may  interfere  with  aircraft  communication 
and  navigational  devices  located  within  close  proximity  to  the  magnet  [1].  Stronger  stray  fields  in  excess 
of  0.5  mT  may  disturb  some  heart  pacemakers,  erase  magnetic  cards  and  storage  devices  and  adversely 
affect  watches  and  micro-mechanical  devices.  Most  of  the  stray  field  concerns  and  safety  precautions 
relate  to  high-field  superconducting  magnets;  however,  one-sided,  permanent  magnets  should  also  be 
monitored  to  determine  the  extent  of  the  stray  fields.  For  electromagnets,  the  safety  measures  are  usually 
less  stringent  relative  to  stray  magnetic  fields  as  they  tend  to  be  confined  to  the  poles  of  the  magnet 
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In  addition  to  stray  field  concerns,  strong  attraction  of  ferromagnetic  objects  may  occur  at  close 
proximities  to  the  magnet.  The  attractive  force  depends  on  the  mass  of  the  object  and  the  distance  from 
the  magnet.  It  increases  rapidly  when  the  distance  is  reduced.  Hence,  it  may  change  from  barely 
noticeable  to  uncontrollable  in  a  very  short  distance. 

Superconducting  magnets  use  liquid  nitrogen  and  helium  as  cooling  agents.  These  liquids  expand 
their  volume  by  a  factor  of  700  during  evaporation  and  warm-up  [1].  The  gases  are  nontoxic  and 
completely  harmless  as  long  as  adequate  ventilation  is  provided  to  avoid  suffocation.  During  normal 
operation,  only  100  to  150  cubic  feet  of  nitrogen  are  evaporated  per  day.  However,  during  a  magnet 
quench,  1500  to  3500  cubic  feet  of  helium  gas  are  produced  within  a  short  time.  In  both  cases,  adequate 
ventilation  is  required. 

From  the  standpoint  of  hardware  cost,  NMR  equipment  can  range  from  reasonable  (<$100K)  to 
substantial  (>$500K).  The  overall  cost  of  an  NMR  system  is  driven  by  the  magnet.  The  cost  of  the 
supporting  electronics  (i.e.,  transmitter/receiver,  computer  system,  etc.)  are  minimal  in  comparison.  For 
the  application  described  in  this  report,  the  magnet  would  have  to  be  a  one-sided  permanent  magnet,  an 
example  of  which  is  shown  in  Figure  4.5-1.  This  magnet,  developed  for  NAWC-Lakehurst  under  an 
SBIR  program,  was  specifically  designed  to  detect  moisture  in  aerospace  structures.  The  initial  cost 
impact  associated  with  the  introduction  of  one-sided  NMR  systems  into  Air  Force  environments  would  be 
significant.  These  initial  costs  would  include  hardware,  personnel  training  and  facilities  modifications. 
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Figure  4.5-1 .  Permanent,  One-Sided  Magnet  (0.125  Tesla/5  MHz)  Developed  For  Detection  of 

Moisture  in  Aerospace  Structures 
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5.0  RECOMMENDATIONS 


The  results  obtained  in  this  program  provide  insight  into  the  feasibility  of  using  NMR  as  a 
nondestructive  inspection  method  for  corrosion  in  metallic  structures.  Although  potential  applications 
were  identified,  additional  work  must  be  performed  in  the  exploratory  development  domain  before 
prototype  hardware  requirements  can  be  defined.  The  following  are  tasks  identified  to  continue 
exploratory  development  of  the  NMR  technique  for  corrosion  detection  and  quantification: 

•  It  was  determined  that  hydrogen  signals  exist  in  corrosion  products.  The  elemental 
characterization  work  performed  in  this  study  was  limited  to  Auger  electron  microscopy  techniques 
that  cannot  quantify  hydrogen  content.  In  order  to  determine  the  amount  of  hydrogen  necessary  to 
generate  an  NMR  signal  and  provide  more  detailed  information  on  the  hydration  phenomenon  in 
general,  a  hydrogen-sensitive  measurement  technique  needs  to  be  used  on  specimens  similar  to 
those  evaluated  in  this  study. 

•  There  is  a  definite  correlation  between  the  amount  of  corrosion  product  present  and  an  NMR 
signal.  In  the  current  study,  the  approach  was  to  measure  the  amount  as  a  function  of  product 
thickness  on  the  surface.  Given  the  variability  of  corrosion  product  thickness  over  a  given  surface 
area,  the  correlation  between  thickness  and  NMR  signal  was  identifiable,  but  not  definite.  An 
additional  study  by  which  the  mass  of  the  corrosion  product  on  a  given  surface  is  used  as  the 
correlating  factor  may  provide  more  definitive  results  and  supplement  the  thickness  results 
previously  obtained. 

•  NMR  has  shown  to  be  sensitive  to  corrosion  under  coatings,  such  as  paints,  primers  and  sealants. 

It  is  not  fiilly  understood  whether  or  not  the  corrosion  initiates  only  by  moisture  intrusion  through 
cracks,  gaps  and  crevices,  or  by  moisture  diffusion  through  the  coating  itself.  NMR  is  a  proven 
tool  for  moisture  detection  and  may  be  helpful  in  determining  if  moisture  diffusion  through 
coatings  is  a  possible  precursor  to  galvanic  activity  in  the  substructure.  It  is  reconunended  that  a 
study  such  as  this  be  performed  prior  to  technique  development  for  corrosion  detection  under 
coatings  using  NMR. 


85 


•  The  modelling  performed  in  this  program  was  primarily  two-dimensional  in  nature  using  a 
three-dimensional  modelling  code  developed  for  low  observable  applications.  Although  the 
modelling  results  showed  qualitative  agreement  with  the  experimental  data,  some  discrepancies 
were  noted.  Most  of  the  discrepancies  were  not  related  to  the  rate  of  decrease  of  the  RF  magnetic 
field,  but  the  level  at  which  the  field  reaches  equilibrium  underneath  the  outer  mold  line,  skin 
Initial  results  indicate  that  the  intensity  of  the  RF  magnetic  field  underneath  the  outer  mold  line 
skin  is  strongly  dependent  on  the  size  of  the  source.  Future  modeling  efforts  should  include  a  more 
detailed  study  of  source  size  versus  field  intensity  at  specific  locations.  Also,  more  detailed  work 
needs  to  be  performed  relative  grounded  versus  ungrounded  cases,  especially  at  fastener  locations. 

•  The  feasibility  of  using  NMR  at  low  fields  was  given  a  cursoiy  look  in  this  program.  For  NMR  to 
become  a  practical,  portable  inspection  method,  detection  of  corrosion  must  be  repeatedly 
demonstrated  at  magnetic  field  strengths  of  less  than  0.5  Tesla.  Now  that  desired  sensitivities  have 
been  established  at  higher  fields,  adequate  sensitivities  must  be  demonstrated  at  lower  fields.  To 
accomplish  this,  coil  designs,  pulse  sequences  and  signal  processing  techniques  need  to  be 
investigated  as  a  function  of  lower  external  magnetic  field  strength. 
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